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ABSTRACT 

Diamond  turning  copper  and  other  metals,  to  produce  mirror  surfaces  with  reflectivities 
generally  higher  than  can  be  obtained  by  lapping  and  polishing,  has  become  an  important 
new  technology.  Evaluation  of  the  finish  of  these  surfaces  requires  careful  examination, 
using  optical  instruments.  This  document  provides  background  information  about  the 
theory  and  equipment  involved  in  this  program.  Data  from  several  specimens  have  been 
acquired  that  show  the  type  of  surface  finish  that  is  obtained.  Mirrors  have  been  fabricated 
that  show  the  state  of  the  art  that  has  been  achieved  in  diamond  turning  copper  and  nickel. 
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SUMMARY 

This  report  was  written  as  an  introduction  to  the  subject  of  the  optical  measurement  of 
surface  finishes.  Diamond-turned  surfaces  are  so  smooth  and  so  delicate  that  only  certain 
specialized  instruments  have  the  capacity  to  reveal  meaningful  information  about  their 
characteristics.  The  report  explains,  first  of  all,  the  optical  theory  of  some  of  the  measuring 
instruments  that  can  be  used;  then  describes,  in  greater  detail,  the  characteristics  of  each 
instrument:  the  double  and  multiple-beam  interferometer,  the  FECO  fringe  interferometer, 
and  the  Nomarski  polarization  contrast  interferometer.  The  report  also  lists  the  resolution 
of  each  objective  that  can  be  used  with  these  microscopes,  and  then  shows  how  the 
magnification  varies  with  the  photographic  equipment.  From  this  and  some  knowledge  of 
the  turning  parameters  used  for  a  particular  specimen,  the  engineer  can  judge  whether  a 
certain  finish-measuring  procedure  will  provide  the  information  he  needs. 

In  the  data  section,  the  report  illustrates  the  use  of  interference  fringes  in  measuring  film 
thickness  as  an  introduction  to  the  measurement  of  surface  finish.  The  information  that  can 
be  obtained  from  the  fringe  system  is  illustrated  with  five  different  samples.  These  samples 
show  first  of  all  the  cusps  left  by  the  tool;  then,  as  the  machining  parameters  are  increased, 
the  cusp  spacing  becomes  smaller,  often  taxing  the  resolution  of  the  microscope.  Waves  in 
the  surface  due  to  relative  motion  between  the  spindle  and  the  part  may  be  mistaken  for 
tool  cusps  at  low  power.  Data  are  then  obtained  from  the  fringes  to  provide  a  numerical 
value  for  the  surface  finish.  It  was  shown  that  the  displacement  of  the  center  of  the  fringe 
should  be  evaluated  rather  than  the  edge  to  obtain  the  most  accurate  data. 

As  a  final  example,  the  surface  finish  of  a  state-of-the-art,  copper-plated,  diamond-turned 
disc  was  evaluated.  It  was  found  to  be  3.2  nanometers  (0.13  microinch),  AA. 
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INTRODUCTION 

The  term  "surface  finish"  is  not  new  to  engineers,  nor  is  the  microinch  unit  of 
measurement;  for,  conventionally,  the  roughness  of  a  surface  has  been  obtained  with  some 
type  of  stylus  instrument  and  a  dial-type  or  recorder  readout,  calibrated  in  microinches.  The 
average  person  did  not  concern  himself  with  the  electronics  and  switches  that  converted  the 
motion  of  the  stylus  to  a  peak-to-valley  (p-v),  root  mean  square  (rms),  or  arithmetic  average 
(AA)  number  for  the  surface. 

Now,  the  era  of  the  diamond-turned  surface  has  arrived,  and  the  roughness  of  the  surface  is 
so  slight  [see  Figure  21  (a)]  that  only  special  stylus  instruments  can  be  used.  The  era  of  the 
high-energy  laser  has  also  arrived,  so  that  most  production  diamond-turned  surfaces  are  of 
soft  copper  or  gold,  and  the  track  left  by  the  stylus  could  be  a  damage  site  for  the  laser 
beam;  if,  indeed,  the  mirror  were  small  enough  to  be  used  with  a  stylus  instrument.  How, 
then,  can  a  surface  finish  be  measured?  Optical  instruments  can  be  used. 

The  specimens  to  be  examined  are  highly  reflective  metals  which  appear  specularly 
reflecting  to  the  eye.  The  eye  can  see  objects  which  differ  in  color  or  contrast  (light  and 
shadow),  but  these  metal  surfaces  are  uniform  in  color  and  contrast.  The  surface-finish 
microscope  produces  phase  differences  in  the  light  reflected  from  the  various  elevations  on 
the  specimen,  and  interference  makes  these  phase  differences  visible  as  a  "fringe  pattern". 

In  the  past,  optical-interference  microscopes  were  not  popular  for  surface-finish 
measurements  in  production  areas  because,  generally,  the  fringe  pattern  must  be 
photographed  and  then  evaluated  by  eye.  This  process  requires  some  training  and  the  results 
are  not  unequivocal,  such  as  a  number  from  a  meter. 

The  interference  microscope  and  light  scattering  are  two  methods  which  can  be  used  for 
evaluating  surfaces  of  production  size.  Other  methods,  such  as  the  transmission  electron 
microscope  (TEM)  study  of  replicas,  and  the  direct  study  of  small  sample  surfaces  with  the 
scanning  electron  microscope  (SEM),  are  practical  only  on  a  small  number  of  specimens 
where  some  special  information  is  desired. 

Most  engineers  are  not  familiar  with  the  principles  of  optical  testing,  yet  these  ideas  are 
basic  to  understanding  the  information  from  various  instruments  so  that  these  data  can  be 
used  both  for  diagnosing  the  behavior  of  machines  and  interpreting  the  acceptance  tests  for 
the  mirrors  that  were  turned.  This  Oak  Ridge  Y-12  Plant^^)  document  reviews  the  optical 
theory  of  several  instruments,  and  presents  interference  patterns  and  data  which  were 
obtained  from  diamond-turned  surfaces.  This  information  should  be  useful  in  interpreting 
test  results  and  in  deciding,  beforehand,  which  instrument  will  provide  the  best  data  that  are 
needed. 


(a)  Operated  by  the  Union  Carbide  Corporation's  Nuclear  Division  for  the  US  Energy 
Research  and  Development  Administration. 
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SURFACE-FINISH  MEASUREMENTS  WITH  INTERFERENCE  MICROSCOPES 
OPTICAL  THEORY 

This  report  describes  testing  methods  which  use  light  to  measure  the  quality  of  surfaces 
which  are  used  to  direct  light  of  extremely  high  intensity,  so  some  ideas  of  the  nature  of 
light  should  be  presented  first.  The  objective  is  to  acquaint  the  reader  with  the  meaning  of 
such  terms  as:  "coherence  length",  "phase  difference",  "diffraction",  and  "interference" 
which  are  used  in  this  report. 

Light  is  energy  which  has  the  characteristics  both  of  discrete  particles  and  electromagnetic 
waves.  The  particles  are  called  "photons",  and  the  energy  in  the  photon  depends  upon  the 
atom  which  emitted  it.  All  of  the  laws  of  optics  may  be  explained  in  terms  of  the 
interaction  of  this  "electromagnetic  wave"  with  the  electrical  properties  of  the  surface  upon 
which  it  impinges. 

The  photon  is  an  electromagnetic  wave  emitted  from  an  excited  atom.^l )  Since  the  photon 
is  emitted  from  an  atom,  it  has  a  beginning  and  an  end.  In  other  words,  it  has  a  discrete 
lifetime.  These  "emission  lines"  of  an  atom  are  affected  by  a  number  of  factors  such  as  the 
temperature  and  pressure  existing  in  the  source  at  the  time  of  emission,  the  presence  of 
neighboring  atoms,  and  the  atmosphere  through  which  the  light  was  transmitted.  Thus,  each 
photon  (Figure  1)  is  a  damped  electromagnetic  wave  with  slight  variations  in  wavelength,  a 
certain  lifetime  called  "coherence  time",  and  a  specific  length  called  "coherence  length". 
For  example,(2)  Michelson  found  that  the  6438  A  line  of  cadmium  has  a  path  difference 
exceeding  500,000  wavelengths.  Thus,  the  lifetime  of  this  photon  was  approximately  10"^ 
second.  An  emitting  source  produces  so  many  photons  that  the  light  appears  to  be 
continuous.  When  used  to  illuminate  an  interferometer,  the  coherence  length  is  very 
important.  A  laser  is  a  special  device  which  stimulates  excited  atoms  to  emit  photons  in  a 
time  relationship  such  that  the  coherence  length  is  greatly  extended. 


Figure  2  illustrates  the  meaning  of  wavelength;  frequency  is  the  number  of  waves  that  pass  a 
point  every  second.  The  number  of  waves  per  second,  times  the  length  of  each  wave,  X,  is 
equal  to  the  velocity  of  light,  or: 


c  =  fX  . 


(1) 


The  velocity  of  light  is  considered  to  be  a  fundamental  constant  of  nature.  (In  vacuum  it  is  3 
X  10^  meters  per  second.)  The  other  fundamental  property  of  electromagnetic  radiation  is 
frequency.  When  light  travels  through  some  medium  other  than  vacuum  it  is  slowed  down. 
The  refractive  index,  n,  is  the  ratio  of  the  speed  of  light  in  vacuum  to  the  speed  of  light  in  a 
material.  Since  the  frequency  is  constant,  the  wavelength  must  change  with  a  change  in 
refractive  index.  This  relationship  is  expressed  by  the  equation: (3) 


n 


(2) 
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Figure  2.  WAVELENGTH  IS  THE  DISTANCE  BETWEEN  CORRESPONDING  PARTS  OF  ADJACENT  WAVES. 
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where  X  represents  the  wavelength  of  light  in  vacuum  and  X'  the  wavelength  in  some  other 
medium.  This  equation  shows  why  length-measuring  interferometers  must  be  corrected  for 
variations  in  barometric  pressure,  but  this  is  not  required  for  surface-finish  measurements. 

The  terms  "phase”  and  "phase  difference"  have  the  same  meaning  in  optics  as  in  other  fields 
dealing  with  wave  motion.  If  two  waves  coincide;  for  example,  reach  a  maximum 
simultaneously,  they  are  said  to  be  "in  phase”.  Otherwise  (Figure  3),  they  are  considered 
"out  of  phase”  and  this  phase  difference  is  usually  expressed  in  fractions  of  a  wavelength. 
Optical-path  difference  is  the  product  of  linear  distance  times  the  refractive  index  of  the 
medium. 


Figure  3.  PHASE  DIFFERENCE  IS  THE  DISTANCE  BY  WHICH  ONE  WAVE  LEADS  OR  LAGS  ANOTHER  IN 
PASSING  A  CERTAIN  POINT,  (ft  is  Generally  Expressed  as  a-Muitiple  of  the  Wavelength) 

The  interferometer  is  an  instrument  that  measures  length  by  using  variations  in  the 
intensity  of  light  created  by  phase  differences.  This  length  can  vary  from  angstroms, 
with  interference  microscopes,  to  meters,  with  laser  interferometers.  The  interferometer 
consists  of  a  device  called  a  "beam  divider"  which  causes  a  single  beam  of  light  to  be  divided 
into  two  or  more  beams  which  travel  separate  paths  and  are  then  reflected  back  to  the  beam 
divider  where  they  are  recombined.  Since  light  is  a  form  of  wave  motion,  the  amplitudes  of 
the  two  reflected  waves  are  added,  with  regard  to  phase.  If  they  are  "in  phase",  the 
amplitudes  of  the  recombined  wave  is  the  sum  of  the  two  amplitudes,  and  they  are  said  to 
interfere  constructively;  if  they  are  "out  of  phase",  they  interfere  destructively. 

The  practical  interferometer  consists  of  a  light  source  and  collimating  and  viewing  lenses,  in 
addition  to  the  beam  divider,  and  two  end  mirrors.  Figure  4.  The  beam  divider  is  necessary, 
rather  than  two  individual  sources,  to  ensure  the  proper  coherence  relations.  Light  from  one 
photon  can  not  interfere  with  light  from  another  photon  for  this  reason.  In  addition,  the 
end  mirrors  must  be  nearly  equidistant  from  the  beam  divider  to  remain  within  the 
coherence  length  of  the  light  source  that  is  used,(^)  except  when  lasers  are  used. 

Diffraction  of  light  means  the  bending  or  spreading  of  a  beam  of  light  when  it  passes  a  sharp 
edge,  or  a  small  aperture  such  as  a  pinhole,  or  even  a  large  aperture  such  as  a  camera  lens  or 
telescope.  Theory  states  that  every  point  on  a  wavefront  gives  rise  to  a  new  set  of  waves. 
These  new  waves  then  interfere  with  each  other  as  they  progress  through  space.  An  example 
is  the  double  slit  shown  in  Figure  5.  Light  from  a  single  source  falls  upon  two  slits.  The  new 
wave  fronts  from  each  slit  combine  and  interfere  with  each  other  to  form  an  image  of  bright 
and  dark  lines.  This  consideration  is  important  in  the  theory  of  the  microscope. 

White  light  consists  of  all  visible  wavelengths,  although  the  intensity  of  these  wavelengths 
depends  upon  the  source  of  light.  If  an  interferometer  is  illuminated  with  white  light  in  the 
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Point 

Source 


Figure  4.  THE  TWY MAN-GREEN  INTERFEROMETER.  (This  Instrument  Uses  a  Point  Source,  the  Light  is 
Accurately  Collimated  by  Lens  L-|;  the  Light  is  Divided  into  Two  Beams  by  the  Beam  Divider,  D;  a 
Compensating  Plate,  C,  is  Necessary  if  White-Light  Fringes  are  to  be  Obtained,  but  it  is  not  Necessary  for 
Monochromatic  Light,  such  as  a  Laser;  the  Two  Beams  are  Reflected  Back  from  Mirrors  Mi  and  M2;  to  the 
Viewer,  Mi  Appears  to  be  at  Position  Mi ;  the  Eye  Observes  the  Fringes  as  if  they  are  at  an  Infinite  Distartce, 
because  the  light  is  Collimated;  if  a  Laser  is  Used,  the  Fringes  must  be  Observed  on  a  Screen  Instead  of  by  the 
Eye) 


area  where  the  two  optical  paths  are  exactly  equal,  all  wavelengths  will  be  in  phase  and  a 
white  fringe  will  be  observed.  Where  the  path  difference  is  close  to  1/2  wavelength,  the 
fringe  will  be  nearly  black.  As  the  path  difference  increases  to  several  half  wavelengths,  the 
phase  difference  for  each  color  or  wavelength  becomes  different  and  the  fringe  pattern 
becomes  a  display  of  beautiful  colors.  Suppose  that  the  phase  difference  is  exactly  half  a 
wavelength  for  blue  light.  Then  blue  light  is  eliminated  due  to  destructive  interference.  The 
other  colors  of  which  white  light  is  composed  will  still  be  present,  and  the  resulting  color  is 
white  light  minus  blue  light,  which  is  yellow  light  in  the  subtractive  list  of  primary  colors. 
Unlike  spectral  yellow,  this  light  does  not  have  a  specific  wavelength,  and  cannot  be  used  for 
quantitative  measurements.  The  most  important  uses  of  white-light  fringes  are  to  determine 
the  equality  of  two  optical  paths,  and  to  determine  the  fringe  shift  in  film  thickness 
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Figure  5.  YOUNG's  DOUBLE-SLIT  EXPERIMENT.  (This  Arrangement  Illustrates  Diffraction  and 
Interference;  Light  Falling  upon  the  Slit,  S,  Forms  a  New  Circular  Wavefront;  when  this  Wavefront 
Falls  upon  the  Plate  Containing  the  Slits,  St  and  S2»  Two  New  Wavefronts  are  Formed  which  have 
the  Ability  to  Interfere;  on  the  Screen,  any  Point,  P,  will  be  Bright  if  the  Optical  Paths,  dt  and  d^, 
are  such  that  Constructive  Interference  will  Occur) 


measurements  when  it  is  not  possible  to  follow  monochromatic  fringes.  White-light  fringes 
are  not  always  easy  to  use,  however,  because  the  shade  of  the  colors  can  be  greatly  altered 
by  the  color  of  the  surface  on  which  they  appear. 

THEORY  OF  THE  MICROSCOPE 

General  Comments 

The  microscope  consists  of  two  sophisticated  optical  elements— the  objective  and  the 
eyepiece.  These  items  are  sophisticated  because  of  the  great  effort  that  has  gone  into  the 
design  and  production,  over  the  years,  to  develop  instruments  with  very  high  magnification 
and  very  little  distortion.  The  principle  of  reversibility  applies  to  optics,  namely:  light  will 
pass  through  a  lens  system  in  one  direction  and  can  then  be  reversed  so  that  it  will 
also  pass  the  other  way.  However,  every  precise  optical  system  is  designed  to  operate 
under  certain  conditions  and  will  not  work  as  well  under  other  conditions.  That  is, 
all  the  typical  corrections— spherical  aberration,  chromatic  aberration,  coma,  distortion,  and 
curvature  of  field— are  made  to  be  a  minimum  under  certain  working  conditions  such  as 
object  and  image  distance  and  field  of  view.  The  microscope  is  highly  corrected  to  give 
excellent  results  under  certain  conditions  and  that  is  why  a  knowledge  of  its  capabilities  and 
operatiori  is  important  when  examining  surfaces.  Francon's  book^^)  provides  an  excellent 
in-depth  study  of  the  theoretical  and  practical  sides  of  microscopy. 
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First  of  all,  consider  a  simple  lens.  The  lens  equation  applies  only  to  paraxial  rays;  that  is, 
those  that  make  a  small  angle  with  the  axis  of  the  lens.  If  Dq  is  the  distance  from  the  object 
to  the  center  of  the  lens  (Figure  6)  and  Dj  is  the  distance  from  the  center  of  the  lens  to  the 


Figure  6.  A  RAY  DIAGRAM,  SHOWING  HOW  A  LENS  FORMS  AN  IMAGE.  (The  Object  Distance  is  Dq,  the 
Image  Distance  is  Dj,  and  the  Focal  Length  is  f;  as  Og  Approaches  f,  Dj  Increases,  and  the  Image  Size  Increases, 
but  not  without  Limit;  iMien  Dg  =  f.  Parallel  Rays  are  Formed;  in  the  Microscope,  Dg  is  very  Close  to  f) 

image;  and,  if  f  is  the  foc;al  length  of  the  lens,  these  three  quantities  are  related  by 
the  equation: 

1  11 

There  is  an  elaborate  sign  convention  to  be  used  with  this  equation;  but,  for  the  purpose  of 
illustration,  it  is  not  necessary  to  discuss  it  here.  The  foc:al  lengths  of  microscope  objectives 
are  always  short,  typical  values:  25  mm  for  a  6X  objective  to  2  mm  for  an  SOX  objective. 
These  microscope  objectives  consist  of  several  lens  elements  which  are  necessary  for  the 
corrections  mentioned.  In  such  cases,  the  focal  length  is  not  measured  from  the  center  of 
the  lens,  but  from  the  principal  planes,  as  noted  in  Figure  7.  The  object  and  image  distances 
are  also  measured  from  these  planes.  However,  the  image  distance  is  fixed  by  the  length  of 
the  tube  supplied  by  the  manufacturer.  A  standard  length  is  160  mm;  but,  in  practice,  this 
distance  varies  from  about  150  to  200  mm.  The  magnification  of  a  lens  can  be  calculated  by 
dividing  the  image  distance  by  the  object  distance: 

M  =  Dj/Do  •  (4) 

Since  the  image  distance  is  fixed  by  the  tube  length  of  the  microscope,  use  of  a 
shorter-focal-length  lens  results  in  a  shorter  object  distance  and,  therefore,  an  increase  in 
magnification.  Increased  magnification  does  not  necessarily  enable  a  microscope  to  reveal 

(b)  Measurement  conversion  factors  that  are  pertinent  to  this  report  are  presented  in 
Appendix  A. 
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more  detail.  The  smallness  of  detail  that  can  be  resolved  is  related  to  the  diameter  of  the 
lens;  which,  in  terms  of  a  camera,  means  a  low  f/ number.  That  is.  a  faster  lens  can  resolve 
more  detail. 

Objective  Eyepiece 


Figure  7.  A  RAY  DIAGRAM  OF  THE  COMPOUND  MICROSCOPE,  SHOWING  THE  PRINCIPAL 
PLANES  (PP)  OF  THE  OBJECTIVE  AND  EYEPIECE.  (The  Optical  Tube  Length.  TL,  the  Distance 
between  the  Focal  Points  of  the  Objective  and  Eyepiece,  is  Generally  150-160  mm;  this  Distance,  and  the 
Focal  Length  of  the  Objective,  Determine  the  Magnification  that  can  be  Obtained  with  the  Objective;  Note 
that  the  Image  of  the  Objective  is  at  the  Focal  Point  of  the  Eyepiece,  the  Eye  then  Receives  Parallel  Light 
and  its  Muscles  are  Relaxed  for  Viewing  Comfort) 

The  relation  between  diameter  of  the  objective  and  resolution  was  explained  by  Ernst  Abbe 
who  discovered  that  an  object  of  small  size  diffracts  the  light  with  which  it  is 
illuminated. To  see  all  of  the  detail  of  the  object,  it  is  necessary  to  collect  as  much  of 
the  diffracted  light  as  possible  (Figure  8).  This  relationship  is  expressed  by  the  formula  for 
the  numerical  aperture  (NA)  of  the  objective: 

NA  =  n  sin  AOB,  (5) 

where  n  represents  the  refractive  index  of  the  medium  between  the  lens  and  the  object,  and 
AOB  the  half  angle  of  the  cone  of  light  extending  from  a  point  object  to  the  clear  aperture 
of  the  lens. 

Lord  Rayleigh  suggested  that  is  should  be  possible  to  distinguish  the  images  of  two  close 
objects,  as  separate  objects  if  the  centers  of  the  central  bright  discs  lie  directly  over  the 
centers  of  the  first  dark  ring  of  the  diffraction  pattern.  This  conclusion  leads  to  the  formula 
for  resolution  for  metallurgical  microscopes: 

1.22  X  0.333  X 10-6  m  is^uin 

R  =  - ;  for  green  light,  R  = 

2NA 


NA 


NA 


(6) 
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where  the  resolution  is  the  distance  between  two  features  than  can  be  resolved  by  the 
microscope.  The  distance  will  be  in  whatever  unit  is  used  to  express  the  wavelength  of  light. 
Resolving  power  is  the  reciprocal  of  resolution;  and,  thus,  is  the  number  of  lines/unit  of 
length  that  can  be  separated  by  a  system. 

The  magnification  is  a  separate  property  of  the  objective,  and  it  is  possible  to  obtain 
objectives  with  the  same  magnification  but  different  numerical  apertures.  An  illustration 
will  help  to  grasp  the  meaning  of  these  properties:  Suppose  that  there  is  available  in  the 


Aporture  Screen 

(a)  Here  is  Shown  that  the  Angular  Extent  of  Diffraction  Increases  as  the  Size  of  the  Diffracting  Element  becomes  Smaller. 


(b)  Here  is  lllustroted  the  Concept  of  Numerical  Aperture  (NA)  and  the  Part  it  Plays  in  Collecting 
All  of  the  Light  from  an  Object;  an  Object  with  Closely  Spaced  Elements  Diffracts  Light  os 
Shown  in  View  a;  only  the  Diffracted  Elements  from  A  to  C  can  Enter  the  Objective/  the 
more  Extreme  Elements,  E,  Pass  by;  NA  =  n  sin  AOB.  [The  refractive  index  of  the  medium  (n) 
is  1.0  for  air,  but  greater  if  oil  is  used;  more  light  can  be  collected  with  high  numerical 
apertures,  but  the  lens  must  then  be  closer  to  the  work,  or  larger  in  diameter;  the  illustration 
shows  only  one  point  on  the  object,  each  point  produces  a  similar  cone  of  rays] 

Figure  8.  AN  ILLUSTRATION  OF  THE  PART  THAT  DIFFRACTION  OF  LIGHT  AND  NUMERICAL  APERTURE 
PLAY  IN  THE  FORMATION  OF  THE  IMAGE  OF  A  MICROSCOPE. 
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laboratory  a  set  of  test  objects  which  have  been  ruled  with  an  increasing  number  of 
lines/unit  width,  and  a  set  of  microscope  objectives  with  increasing  numerical  apertures 
(NA),  but  the  same  magnification— say  10X.  If  an  objective  did  not  have  sufficient 
resolution  for  a  test  sample,  the  field  would  be  uniform  in  color.  An  objective  with  a  higher 
NA  would  be  needed  to  resolve  it.  If  another  test  object  were  used  that  had  more  bars/unit 
width,  it  might  be  necessary  to  use  another  objective  with  a  higher  NA  to  resolve  it,  etc.  The 
images  formed  by  the  microscope  would  be  as  illustrated  in  Figure  9;  where,  as  the  number 


(a)  Image  Formed  by  an  Objective  with  a  Low  NA  and  Low 
Resolution.  (The  bars  in  the  test  chart  must  be  widely 
spaced  because  of  the  poor  resolution;  hence,  there 
are  only  three  bars  in  the  image  and  the  eye  can 
distinguish  them  readily) 


(b)  Image  Formed  by  a  Medium -Resolution  Objective  with 
the  same  Magnification  as  in  View  a.  (The  bars  in  the 
test  chart  can  be  more  closely  spaced  because  they  can 
be  resolved,  but  they  are  therefore  more  closely  spaced 
in  the  image) 


(c)  Image  Formed  by  a  High-Resolution  Objective  with  the 
same  Magnification  as  in  Views  a  and  b*  (The  bars  in 
the  test  chart  can  be  very  closely  spaced  and  still  be 
resolved  by  the  objective,  but  they  are  very  closely 
spaced  in  the  image;  at  this  point,  higher  magnifi¬ 
cation  is  needed  so  that  the  bars  in  the  image  will 
not  have  less  spacing  than  the  resolution  of  the  eye; 
this  magnification  can  be  obtained  by  choosing  an 
objective  with  higher  magnification,  using  an  eye¬ 
piece  or  photographic  enlarging) 


Figure  9.  ILLUSTRATION  OF  THE  DISTINCTION  BETWEEN  RESOLUTION  AND  MAGNIFICATION.  jObjectlves 
Capable  of  Higher  Resolution,  but  with  the  Same  Magnifying  Power,  can  Separate  more  Bars  in  a  Test  Char^,or  Grooves  in 
a  Specimen,  if  they  Exist;  if  there  are  Closely  Spaced  Artifacts  that  can  be  Resolved  by  the  Objective,  it  may  be  Necessary 
to  Increase  the  jy^gnification  to  Meet  the  Resolution  Requirements  of  the  Eye) 


of  bars  in  the  object  increased  and  obviously  the  spacing  between  bars  has  decreased,  the 
spacing  of  the  bars  in  th^  image  has  decreased  because  the  magnification  of  the  three 
objectives  was  the  same— 1 0X.  But,  because  of  the  10X,  the  bars  of  the  image  have  10  times 
the  separation  of  the  bars  of  the  object.  Nevertheless,  the  bars  in  the  image  are  becoming 
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closer  together;  and,  at  this  point,  it  is  necessary  to  introduce  a  new  concept— the  resolution 
of  the  eye.  It  is  the  eye  which  examines  the  image  of  the  objective  through  the  eyepiece. 
Thus,  it  is  now  apparent  that,  as  the  resolution  capability  of  the  objective  increases,  the 
increase  is  limited  by  the  ability  of  the  eye  to  resolve  the  image.  It  is  necessary  to  increase 
the  magnification  so  that  the  eye  can  utilize  the  increased  resolution  of  the  objective.  Since 
the  resolution  of  the  eye  (called  visual  acuity)  is  about  one  minute  of  arc;  and,  since  the 
resolution  of  the  objective  is  limited  by  the  wavelength  of  light  that  is  used  and  the  diameter 
of  the  objective  lens,  there  is  a  limit  to  the  useful  magnification  of  the  optical  microscope. 
Any  greater  magnification  is  termed  "empty  magnification"  because  it  only  makes  the 
image  larger  without  increasing  the  detail  that  can  be  resolved.  Abbe's  rule  states  that  the 
upper  useful  limit  of  magnification  of  any  objective  may  be  found  by  multiplying  the  NA 
by  1000. 

These  concepts  are  embodied  in  an  equation  that  can  be  derived  from  Equations  4  and  6. 
Consider  the  image  size  to  be  the  smallest  dimension  that  can  be  resolved  by  the  eye.  (This 
value  varies  somewhat  with  the  individual  and  conditions,  but  a  generally  accepted  figure  is 
one  minute  of  arc  which  is  0.000291  radian.)  The  distance  of  distinct  vision,  Dy,  is  250  mm. 
The  smallest  linear  spacing  the  eye  can  resolve  can  be  found  using  the  conventional  formula 
that  the  length  of  arc  of  a  circle  is  equal  to  the  product  of  the  radius  times  the  angle,  in 
radians.  The  result  is  0.000291  x  250  mm  =  0.0727  mm  (0.0029  in).  If  the  objective  can 
resolve  lines  or  points  such  that  the  spacing  in  the  image  is  less  than  this  figure,  then  the 
eyepiece  must  have  sufficient  power  to  increase  the  separation.  The  separation  between  two 
objects  that  can  be  resolved  by  the  objective  is  given  by  Equation  6.  The  resulting  equation 

is:  (8-9) 


Visual  Acuity  x  Dy 

Necessary  Magnification  > -  ,  (7) 

^.22X/2NA 

=  218  NA  for  green  light,  or 
=  188  NA  for  red  light. 

This  result  is  the  minimum  magnification  necessary  for  the  eye  to  resolve  what  can  be 
resolved  by  the  objective.  The  maximum  useful  magnification  is  usually  taken  to  be  three 
times  this  amount;  that  is,  figured  on  three  minutes  of  arc.  For  example,  if  a  typical  10X 
objective  with  an  NA  of  0.18  is  used  in  green  light,  the  necessary  magnification  is  40X 
(minimum)  or  120X  (maximum).  This  spread  means  that,  since  the  magnification  of  the 
objective  is  10X,  an  eyepiece  should  be  used  that  has  a  magnification  between  4  and  12X. 
(Magnification  greater  than  this  is  empty  magnification.)  Additional  comments  will  be  made 
later,  after  the  reader  has  had  the  opportunity  to  examine  some  of  the  photographs  in  this 
report. 

For  photomicrography,  the  film  is  the  important  element  instead  of  the  eye. (8)  High-speed 
films,  such  as  Polaroid  Type  57  (3000  speed),  have  a  resolution  about  the  same  as  the  eye, 
so  the  necessary  magnification  is  about  the  same  as  for  visual  work.  Most  samples  that  are 
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examined  in  the  laboratory  for  surface  finish  are  photographed.  In  this  case,  an  eyepiece 
may  be  used  as  part  of  the  camera  system.  The  only  accurate  way  to  determine  the  resulting 
magnification  is  with  a  stage  micrometer.  The  magnification  may  change  unintentionally  by 
several  power  with  the  adjustment  of  the  microscope.  In  this  report,  photomicrographs 
appear  which  are  basically  the  same  setup,  but  slightly  different  powers  may  be  noted  with 
the  pictures. 

The  various  objectives  in  the  laboratory  are  listed  in  Table  1  with  the  NA  of  each 
objective  and  the  calculated  resolution  (necessary  magnification  for  visual  and 
photomicrographic  work)  and  the  typical  magnification  on  a  photomicrograph. 
Photomicrographs  of  a  stage  micrometer  are  shown  in  Figure  10  to  present  a  concrete 
example  of  magnification  of  each  microscope.  From  Table  1  and  Figure  10  it  should  be 


Table  1 

CHARACTERISTICS  OF  THE  SURFACE-FINISH  MICROSCOPE  OBJECTIVES 
AND  COMPLETE  INSTRUMENTS 


Green  Light,  5461  A _  _ Red  Light,  6328  A 


Magnification  Magnification 


Microscope 

Type 

Objective 

Power 

Numerical 

Aperture 

Resolution^  1  ^ 
(jum)  (Min) 

Minimum 

Needed, 

Visual 

Typical 

Obtained, 

Photograph 

Resolution 
(Mm)  (Min) 

Minimum 

Needed, 

Visual 

Typical 

Obtained, 

Photograph 

Leitz 

10X 

0.18 

1.85 

73 

39X 

51X 

Double 

20X 

0.35 

0.92 

37 

76X 

102X 

Beam 

SOX 

0.85 

0.39 

16 

185X 

260X 

100X^2) 

0.95 

0.35 

14 

207  X 

100X^2) 

1.3  (oil) 

0.25 

10 

296X 

Leitz 

3.2X<2) 

0.06 

5.55 

218 

13X 

6.43 

253 

11X 

Multiple 

5.0X 

0.09 

3.70 

146 

20X 

4.29 

169 

17X 

Beam 

10.0X(2) 

0.18 

1.85 

73 

39X 

2.14 

84 

34X 

20X 

0.40 

0.83 

33 

87X 

352X<3) 

0.97 

38 

75X 

352X<3) 

32X 

0.60 

0.56 

22 

131X 

533X<3) 

0.64 

25 

113X 

Nikon 

6.4X 

0.18 

1.85 

73 

39X 

164X 

2.14 

84 

34X 

164X 

Multiple 

13X 

0.25 

1.33 

52 

55X 

328X 

1.54 

61 

47X 

328X 

Beam 

Reichert 

8X 

0.15 

2.22 

87 

33X 

Nomarski 

16X 

0.25 

1.33 

52 

55X 

203X 

Technique 

32X 

0.40 

0.83 

33 

87X 

395X 

45X 

0.65 

0.51 

20 

142X 

567  X 

SOX 

0.85 

0.39 

16 

185X 

960X 

140X 

1.30  (oil) 

0.26 

10 

283X 

Zeiss 

10X 

0.16 

2.1 

82 

35X 

69X 

Double 

25X 

0.32 

1.0 

41 

70X 

177X 

Beam  1 

60X 

0.64 

0.5 

20 

140X 

450X 

Zeiss 

10X 

0.16 

2.1 

82 

35X 

41  X 

Double 

25X 

0.32 

1.0 

41 

70X 

105X 

Beam  2 

60X 

0.64 

0.5 

20 

140X 

267  X 

(1 1  Resolution  is  the  separation  between  two  lines  which  can  be  resolved  by  the  objective. 

(2)  This  objective  is  not  available  at  Y-12  at  present. 

(3)  This  objective  was  used  on  the  Nikon  multiple-beam  microscope. 
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possible  to  judge  whether  or  not  the  laboratory  work  fulfills  the  requirements  of  the  person 
submitting  the  sample. 

The  magnification  discussed  thus  far  is  linear  magnification,  which  is  necessary  to  resolve 
the  features  on  a  surface,  but  it  does  not  improve  the  visibility  of  a  colorless,  featureless 
surface.  In  fact,  it  is  difficult  to  focus  on  such  a  surface  unless  a  dust  particle  can  be  located. 
The  interference  effect  makes  the  surface  features  visible,  and  these  special  microscopes 
will  be  discussed  in  the  next  section. 

The  numbers  in  Table  1  will  be  more  meaningful  if  illustrated.  The  best  specimen  for 
this  purpose  was  a  spectrograph ic  diffraction  grating.  The  views  of  Figure  11  were 
taken  with  the  Leitz  double-beam  interference  microscope  with  10X,  20X,  and  50X 
objective  lenses.  (These  are  pictures  using  the  interference  effect  to  bring  out  the  lines 
in  the  grating.)  With  the  10X  objective,  the  grooves  are  not  visible;  they  are  barely 
visible  with  the  20X  objective,  and  very  plain  with  the  BOX  objective.  This  grating  has 
570.0  (grooves/mm)  (14,500  grooves/in)  so  that  the  groove  spacing  is  0.0018  mm 

(69jLtin).  Hence,  the  20X  objective  should  resolve  the  grooves,  and  it  does,  but  it  is 

really  impossible  to  tell  anything  about  the  surface.  Table  1  lists  the  minimum 

magnification  for  the  20X  objective  as  76.  The  magnification  of  Figure  11,  View  b  is 

102;  thus,  it  is  apparent  that  resolved  lines  will  be  marginally  visible.  The  BOX 
objective  (Viewc)  provides  a  much  clearer  view;  but,  in  all  cases,  to  obtain  the  most 
information  it  is  necessary  to  produce  a  large,  clear  photograph  of  the  surface.  This 
objective  was  achieved  for  the  illustrations  by  photographing  the  fringes  on  35-mm 
Panatomic-X  film  and  making  a  19.4X  enlargement.  The  enlargements  show  that  the 
10X  objective  (Viewd)  does  not  resolve  the  grating;  it  is  resolved  with  the  20X 
objective  (Viewe),  and  with  the  BOX  objective  (Viewf).  The  extra  magnification 
obtained  by  photographic  enlargement  is  really  useful  because  that  obtained  using  the 
Polaroid  camera  is  the  minimum  needed.  The  problem  with  using  35-mm  film  is  the 
additional  time  and  inconvenience  required  for  processing  the  film  and  making  the 
enlargements.  The  same  problem  is  encountered  with  the  Zeiss  Double-Beam 
Microscope  2,  which  has  a  different  Polaroid  camera  from  Zeiss  Microscope  1. 

The  13X  objective  of  the  multiple-beam  interference  microscope  is  capable  of  resolving 
the  diffraction  grating  (Figure  11,  Viewg),  and  the  magnification  on  the  Polaroid  print 
is  adequate  and  about  as  high  as  should  be  used.  The  Leitz  lenses,  used  on  the  Nikon, 
provide  even  higher  resolution  and  magnification  (Views  h  and  i).  The  dimensions  of 
the  picture  are -larger  because  of  a  different  camera.  This  substitution  did  not  increase 
the  magnification,  but  it  did  increase  the  field  of  view. 

Double-Beam  Interference  Microscope 

Applications  Note -This  surface-finish  microscope  is  a  noncontact  instrument  and, 
therefore,  provides  a  nondestructive  method  for  measuring  surface  finish.  The  fringes 
are  broad,  so  that  a  light  and  a  dark  area  are  about  equal  in  width.  Sensitivity  is 
generally  about  30  nm  (1.2 /uin),  but  may  be  as  low  as  14  nm  (0.5  pin)  under  good 
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Leitz  Double-Beam  Interference  Microscope 


(a)  Objective,  10X;  Necessary  Magnifica¬ 
tion,  39X;  Picture  Magnification,  51  X. 


(b)  Objective,  20X;  Necessary  Magnifica¬ 
tion,  76X;  Picture  Magnification,  102X. 


k 

(c)  Objecti^ 
tion,  185X 


Nikon  Multiple-Beam  Sur 


(I)  Objective,  Leitz  20X  Multiple  Beam; 
Magnification,  352X. 


Figure  10.  PICTURES  OF  A  STAGE  ^ 
AND  THAT  OBTAINED  BY  PHOTOGF 


(d)  Objective,  10X;  Necessary  Magnifica 
tion,  35X;  Picture  Magnification,  69X. 


(c)  Objective,  BOX;  Necessary  Magnifica¬ 
tion,  185X;  Picture  Magnification,  260X, 


jctive,  Leitz  20X  Multiple  Beam;  Necessary  Magnification,  87X;  Picture 
:ation,  352X. 


(m)  Objective,  Leitz  32X;  Necessary  Magnification,  131X;  Picture 
Magnification,  533X. 


10.  PICTURES  OF  A  STAGE  MICROMETER  TO  ILLUSTRATE  THE  NECESSARY  MINIMUM  MAGNIFICATION  FOR  THE  RESOLUTION  OF  EACH  OBJECTIVE 
fHAT  OBTAINED  BY  PHOTOGRAPHY. 


Zeiss  Double-Beam  Interference  Microscope  1 


iMagnifica- 

69X. 


(e)  Objective,  25X;  Necessary  Magnifica¬ 
tion,  70X;  Picture  Magnification,  177X. 


(f)  Objective,  60X;  Necessary  Magnifica¬ 
tion,  140X;  Picture  Magnification,  450X. 


ij-Beam  Interference  Microscope 


Necessary  Magnification,  131 X;  Picture 


HE  RESOLUTION  OF  EACH  OBJECTIVE 


Zeiss  Double-Beam  Interference  Microscope  2 


(g)  Objective,  10X;  Necessary  Magnification,  35X;  Picture 
Magnification,  41  X. 


(h)  Objective,  25X;  Necessary  Magnification,  70X;  Picture  (i)  0 

Magnification,  105X.  Pictu 


(n)  Objective,  16X;  Necessary  Magnification,  55X;  Picture 
Magnification,  203X. 


(o)  Objective,  32X;  Necessary  Magnifi 
Magnification,  395X. 


(i)  Objective,  60X;  Necessary  Magnification,  140X; 
Picture  Magnification,  267X. 


(j)  Objective,  6.4X;  Necessary  Magnification,  39X;  Picture  Magnificatio 


’OX;  Picture 


Reichert  Microscope  (used  with  polarization  contrast) 


fjective,  32X;  Necessary  Magnification,  87X;  Picture 
ication,  395X. 


Figure  10.  (Continued) 


(p)  Objective,  45X;  Necessary  Magnification,  142X; 
Picture  Magnification,  567X. 
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Nikon  Multiple-Beam  Surface-Finish  Microscope 


fsary  Magnification,  39X;  Picture  Magnification,  164X. 


(k)  Objective,  13X;  Necessary  Magnification,  55X;  Picture  Magnification, 


328X. 


Necessary  Magnification,  142X; 
,  567  X. 


(q)  Objective,  SOX;  Necessary  Magnification,  185X; 
Picture  Magnification,  960X. 
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(c)  Objective,  50X;  NA,  0.85;  Resolution,  16  Min;  Picture 
Magnification,  260 X. 
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(f)  Objective,  Leitz  50X;  NA,  0.85;  Resolution,  16  juin;  Picture  Magnification,  970X. 


(f)  Objective,  Leitz  BOX;  NA,  0.85;  Resolution,  16  juin;  Picture  Magnification,  970X. 


(h)  Objective,  Leitz  20X  on  Nikon  Microscope;  NA,  0.40;  Resolution,  33  juin  (green); 
Picture  Magnification,  352X. 


(h)  Objective,  Leltz  20X  on  Nikon  Microscope;  NA,  0.40;  Resolution,  33  ii\n  (green); 
Picture  Magnification,  352X. 
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conditions.  High-resolution  objectives  are  available.  Some  instruments  can  be  used  with 
very  large  and  heavy  specimens,  or  even  used  with  vertical  specimens  mounted  on  a 
machine  spindle. 

The  double-beam  microscope  is  a  Twyman-Green  interferometer  in  which  microscope 
objectives  have  been  inserted  before  the  mirrors,  and  which  are  focused  on  the  surface 
of  the  mirrors  (Figure  12).  The  microscope  incorporates  a  small  beam  divider  for 
division  of  amplitude  of  the  incident  beam,  and  which  sends  one  beam  to  the 
reference  objective.  There  are  other  types  of  objectives  (Mireau)  in  which  the  beam 
divider  and  reference  flat  are  combined  with  the  objective  so  that  only  one  objective  is 
needed.  After  the  beams  have  been  reflected  from  the  sample  and  reference  surfaces, 
they  return  to  the  beam  divider  where  recombination  occurs  and  interference  takes 
place.  The  objectives  must  be  matched  to  obtain  white-light  fringes  because  of  the 
short  coherence  length  of  white  light,  as  explained  before.  The  optical  system  also 
includes  either  a  special  lamp  to  produce  monochromatic  light  or  an  interference  filter 
to  approximate  monochromatic  light. 

The  objectives  must  be  focused  accurately  on  the  sample  surface  and  the  reference 
surface  to  obtain  fringes.  Artifacts  that  are  usually  used  for  focusing,  such  as  spots, 
dust,  and  scratches,  change  the  amplitude  of  the  light  and  are  called  "amplitude 
objects".  A  smooth,  clean  mirror  or  diamond-turned  surface  has  no  such  artifacts  upon 
which  to  focus,  only  changes  of  elevation  or  inclination  due  to  slopes  of  the  shallow 
grooves  on  the  surface.  The  reflected  light  is  changed  in  phase,  not  amplitude— such 
objects  are  called  "phase  objects".  The  eye  cannot  detect  changes  of  phase  and, 
therefore,  cannot  focus  the  microscope  on  such  a  surface.  The  microscope  may  be 
inadvertently  adjusted  out  of  focus  if  the  user  attempts  to  set  sharply  on  some  lines 
that  may  look  like  machine  grooves,  but  are  actually  diffraction  patterns  formed  by 
surface  structures.  The  best  approach  to  obtaining  fringes  with  phase  objects  appears  to 
be  to  set  up  the  microscope  first  on  an  amplitude  object,  such  as  a  surface  with  a 
thin-film  boundary  or  a  sliglit  scratch.  Next,  adjust  the  reference-mirror  focusing  controls 
to  obtain  the  sharpest  white-light  fringes  with  the  greatest  contrast.  Finally,  upon 
switching  to  the  phase  object,  focus  on  the  edge  of  the  surface  if  possible  with  the  coarse 
controls  and  then  use  the  fine  controls  to  obtain  fringes  v\/ith  the  maximum  contrast  and 
definition. 

Theory  of  the  double-beam  fringes  is  given  in  the  text  by  Born  and  Wolf,^^®)  and  other 
books.  Figure  13  shows  why  double-beam  fringes  are  broad.  These  fringes  are  a  cos^S 
function,  where  8  is  the  phase  difference  between  the  two  interfering  beams.  The  fringes 
have  the  greatest  visibility  when  both  the  sample  and  reference  have  the  same  reflectivity, 
which  should  be  as  high  as  possible. 

The  principle  of  the  Zeiss  double-beam  microscope  is  similar  to  that  of  the  Leitz; 
however,  the  controls  are  quite  different.  In  addition,  the  Zeiss  is  an  inverted  microscope; 
that  is,  the  objective  looks  up.  The  objective  of  the  Leitz  is  pointed  down  toward 
the  base  and,  thus,  this  microscope  can  be  used  with  very  heavy  specimens  (Figure 
14).  The  microscope  was  adapted  for  vertical  specimens  also,  as  indicated  in  Figure  15. 


Figure  12.  PRINCIPAL  COMPONENTS  OF  THE  LEITZ  DOUBLE-BEAM  INTERFEROME¬ 
TER,  LINNIK  TYPE.  (Light  from  the  Source  is  Divided  into  Two  Beams,  One  of  which 
Illuminates  the  Specimen  and  the  Other  Illuminates  a  Reference  Mirror;  the  Two  Objectives 
must  be  Matched  in  Focal  Length  and  Optical  Performance;  the  Reference  Objective 
is  Focused  on  the  Reference  Mirror,  and  then  the  Combination,  Focus  "C",  is  Adjusted  to  be 
Equidistant  from  the  Beam  Divider  to  Obtain  White-Light  Fringes;  Notice  that  the  Specimen  is 
Magnified  before  Fringes  are  Obtained  by  the  Recombination  of  Light  Beams) 
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Figure  13.  GRAPH,  SHOWING  THAT  DOUBLE-BEAM  FRINGES  ARE  EQUAL  IN  WIDTH  TO  THE  SPACE  BETWEEN  THE  FRINGES.  [Th 
Equation  for  the  Intensity  of  the  Light  in  a  Double-Beam  Fringe  System  when  the  Intensities  of  Both  Beams  are  Equal :  I  =  AIq  cos26/2;^^ the  Tl 
Air  Wedge  between  the  Surfaces  is  Contained  in  h,  which  is  a  Measure  of  the  Path  Difference  between  the  Two  Interfering  Beams  Expressec 
Wavelength  of  Light  Used:  6  =  2t/\  x  27r  =  2t/\  x  360^;  the  Shape  of  the  Fringes  does  not  Depend  upon  the  Reflectivity  of  the  Surfaces  as  Long  as 
are  Equal;  Two  Uncoated  Glass  Surfaces  will  Produce  High-Contrast  Fringes  as  well  as  Two  Highly  Reflecting  Surfaces;  if  One  of  the  Surfaces 
Equation  does  not  Apply,  and  the  Fringe  Visibility  will  be  Poor;  the  Fringes  Illustrated  by  the  Graph  Occur  between  Two  Perfectly  Flat  Plates  I 
Small  Wedge  Angle,  for  Green  Light;  as  an  Example  of  the  Sensitivity  of  this  Fringe  System  to  Surface  Finish— if  One  Plate  has  a  Step  Height  of  25 
Intensity  will  Drop  from  its  Peak  Value  to  that  Shown  at  34  Degrees  from  the  Peak;  however,  the  Relative  Intensity  Change  is  Greater  at  Path-L 
other  than  Multiples  of  180  Degrees;  on  the  Graph,  some  “Minus"  Degrees  are  Used  because  the  Reference  Beam  does  not  Contact  the  TestSur 
the  Reference  Mirror  is  Adjusted  so  that  the  White-Light  Fringe  is  in  the  Center  of  the  Field  of  View,  the  Angles  to  the  Left  are  Negative  and  thos 


60  80  100  120  140  160  180  200  220  240  260  280  300  320  340  360  20  40  60  80  100 


:E  between  the  fringes.  [This  Graph  is  of  the 
e  Equal:  I  =  4lo  cos26/2;^^®^  the  Thickness,  t,  of  the 
le  Two  Interfering  Beanns  Expressed  in  Terms  of  the 
■fiectivity  of  the  Surfaces  as  Long  as  the  Reflectivities 
ig  Surfaces;  if  One  of  the  Surfaces  is  Reflecting,  the 
between  Two  Perfectly  Flat  Plates  Inclined  at  a  Very 
if  One  Plate  has  a  Step  Height  of  25.4  nm  (1  luln),  the 
ntensity  Change  is  Greater  at  Path-Length  Differences 
[Beam  does  not  Contact  the  Test  Surface;  if  the  Tilt  of 
!es  to  the  Left  are  Negative  and  those  to  the  Right  are 
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Figure  14.  DOUBLE-BEAM  INTERFERENCE  MICROSCOPE  BEING  USED  TO  EXAMINE  THE  SURFACE  OF  A  Figure  15.  DOUBi 

FLAT,  ELLIPTICAL  MIRROR.  [394  x  654  mm  (15.5  x  25.75  in)]  A  LARGE,  CONC 
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ACE  OF  Figure  16.  MULTIPLE-BEAM  INTERFERENCE  MICROSCOPF^  BFiNH  llSFO  i  FXAMINF  THE  SURFACE  OF  A 

100 'Tim  nt  amftfr  diamond  TMRNEn  COFPrn  MiHRon 
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Multiple-Beam  Interference  Microscope 

Applications  Note  -  The  multiple-beam  fringes  are  a  powerful  source  of  quantitative 
information  on  surfaces  that  are  very  smooth  and  highly  reflecting.  The  sensitivity  of  a  Y-1 2 
Nikon  multiple-beam  interference  microscope  (Figure  16)  is  about  0.8  nm  (0.03 /iin).  The 
maximum  sample  size  is  about  125  mm  (5  in)  square  and  75  mm  (3  in)  thick.  Only 
specimens  which  can  tolerate  a  small  mark  (perhaps  on  the  edge)  should  be  used  with  this 
instrument. 

A  multiple-beam  interference  microscope^^  consists  of  a  microscope  with  a  built-in 
illuminator  such  that  the  objective  will  transmit  collimated  monochromatic  light  to  the 
specimen  (Figure  1 7,  View  a).  A  small,  highly  polished  and  silvered  glass  flat  is  placed  on  the 
sample.  Because  both  the  specimen  and  the  reference  are  flat  (or  have  the  same  curvature) 
and  are  highly  reflecting,  a  ray  of  light  that  passes  through  the  flat  is  reflected  between  the 
flat  and  specimen  many  times  before  the  intensity  becomes  insignificant  (Figure  17, 
View  b).  At  each  reflection,  a  small  amount  of  light  passes  out  through  the  flat  and  back 
into  the  microscope  to  become  part  of  the  "multiple-beam"  system.  Tolansky(12)  said  that 
60  reflections  are  desirable.  The  fringes  are  viewed  with  the  objective.  An  added  refinement 
is  the  provision  for  tilting  the  specimen  or  reference  flat  to  vary  the  fringe  spacing  and 
orientation.  This  test  is  destructive  of  highly  polished  surfaces  because  the  flat  is  in  contact 
with  the  surface  and  very  likely  will  mark  the  surface,  if  the  metal  is  soft. 

Obviously,  if  there  are  to  be  60  reflections,  the  reference  and  sample  surfaces  must  be 
closely  parallel(^3)  or  the  beam  would  "walk  out"  of  the  mirror  space  (Figure  17,  View  b); 
or,  as  in  the  multiple-bounce  reflectometer,  it  would  change  direction  and  "walk  back"  to 
the  entrance  side.  In  addition,  the  microscope  lens  aperture  must  be  large  enough  in 
diameter  to  permit  all  of  the  reflected  beams  to  enter  and  yet  must  be  long  enough  in  focal 
length  to  permit  the  insertion  of  the  thin,  flat  reference  surface  between  the  objective  and 
the  test  specimen.  Therefore,  multiple-beam  and  FECO  (fringes  of  equal  chromatic  order) 
fringes  are  usually  possible  only  at  low  primary  magnifications. 

It  is  possible  (using  some  estimations  about  the  spacing  and  parallelism  of  the 
interferometer  plates  and  the  angle  of  incidence  and  wavelength  of  the  light)  to 
calculate  the  linear  distance  on  the  specimen  necessary  for  60  reflections  to  occur.  The 
result  was:(^2)  D  =  0.002  mm  (79iLiin),  which  is  comparable  to  the  resolution  of  a  10X 
objective.  Thus,  the  60  beams  appear  to  come  from  one  point  on  the  specimen  and  there  is 
an  identity  between  the  object  viewed  and  the  local  fringe  corresponding  to  that  object. 

However,  the  important  assumption  was  made  that  the  reflecting  surfaces  were  perfect. 
When  the  surfaces  are  less  than  perfect,  there  are  small  variations  in  the  separation  distance 
and  angular  orientation.  Then,  definition  is  inferior,  the  fringe  is  broadened,  and 
interpretation  is  difficult  or  even  meaningless. 

The  theory  of  the  multiple-beam  interferometer  was  also  discussed  by  Born  and  Wolf.^^'^^ 
The  multiple-beam  fringes  (Figure  18)  are  a  sin^S  function,  in  which  the  width  of  the  fringe 
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(a)  Principal  Components  of  a  Multiple-Beam  Surface-F 

Figure  17.  SCHEMATIC  PRINCIPLES  01 
Reference  Flat  and  the  Sample  are  lllumin; 
Formation  of  Multiple  Reflected  Rays,  bul 
Collimated,  the  Incident  Rays  are  Perpendi 
upon  the  Quality  of  the  Surface  of  the  San 
each  Reflected  Ray  has  Traveled  2t  farther 
Obviously,  there  is  a  Large  Number  of  Incid 
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Incident  Light  in  Terms  of  the  Reflectivi 
the  Expression  for  F:F  -  4R/(1-R>2;  "t' 
Expressed  in  Terms  of  the  Wavelength  of 
Lines  on  a  Black  Background;  when  Obsr 


between  Two  Perfectly  Flat  Plates  Incline 
Example  of  the  Sensitivity  of  this  Fringe  i 
that  Shown  at  34  Degrees  from  the  Peak; 


Eyepiece 


A 


Incident  Ray 


Objective  Lens 


60  Reflected  Rays 
~  Reference  Flat 


High  Reflectance  Coating 


Air  Space  (surfaces  may  be  in 


■I  contact  with  a  small  wedge  ang! 


Sample 


(b)  Formation  of  Multiply  Reflected  Rays. 


Figure  17.  SCHEMATIC  PRINCIPLES  OF  THE  MULTIPLE-BEAM  MICROSCOPE  AND  THE  FORMATION  OF  THE  FRINGES.  [View  a  Shows  that  the 
■Reference  Flat  and  the  Sannple  are  Illuminated  with  Collimated  Light,  the  Fringes  that  are  Fo''med  are  then  Observed  with  the  Objective  Lens;  View  b  Shows  the 
iFormation  of  Multiple  Reflected  Rays,  but  the  Figure  is  Grossly  Distorted;  the  Incident  Ray,  of  course,  comes  through  the  Microscope  Objective;  since  the  Light  is 
iCollimated,  the  Incident  Rays  are  Perpendicular  to  the  Surface  of  the  Reference  Flat;  the  Reflected  Rays  are  also  very  nearly  Perpendicular  to  the  Flat,  Depending 
lupon  the  Quality  of  the  Surface  of  the  Sample;  thus,  the  Reflected  Rays,  which  may  Exceed  Sixty,  are  Possibly  Formed  in  a  Length  that  is  less  than  3  nm  (78  juin); 
ieach  Reflected  Ray  has  Traveled  2t  farther  than  its  Neighbor  and  can,  therefore,  Interfere;  it  is  the  Vector  Sum  of  the  Rays  that  Describes  the  Interference  Effect; 
Obviously,  there  is  a  Large  Number  of  Incident  Rays] 


210  240  270  300  330  360  20  40  60  80  100  120  140  160  180  200  220  240  260  280  300  320  340  360  20  40  60  80 

Phase  Difference  Between  Interfering  Beams  (deg) 

Figure  18.  GRAPH,  SHOWING  THAT  MULTIPLE-BEAM  FRINGES  ARE  VERY  NARROW  WHEN  COMPARED  TO  THE  SPACE  BETWEEN  THE  FRINGES. 

[This  Graph  is  of  the  Equation  for  Multiple-Beam  Fringes:  |t/|0  ”  1/1  f  F  this  Equation  Expresses  the  Ratio  of  the  Transmitted  Light  to  the 

Incident  Light  in  Terms  of  the  Reflectivity  of  the  Surfaces,  R,  and  Film  Thickness,  t,  of  the  Air  Wedge  between  the  Two  Reflecting  Surfaces;  "R"  is  Contained  in 
the  Expression  for  F:F  -  4R/(1  “R)2;  "t"  is  Contained  in  the  Expression  for  6  which  is  a  Measure  of  the  Path  Difference  between  the  Two  Interfering  Light  Beams, 
Expressed  in  Terms  of  the  Wavelength  of  the  Light  Used:  -  2t/A  x  27r;  Curves  of  the  Graph  are  Drawn  for  Transmitted  Light;  the  Fringes  Observed  are  Bright 
Lines  on  a  Black  Background;  when  Observed  in  Reflected  Light,  the  Fringes  become  Narrow  Black  Lines  on  a  Bright  Background;  the  Fringes  Shown  here  Occur 
between  Two  Perfectly  Flat  Plates  Inclined  at  a  Very  Small  Wedge  Angle,  for  Green  Light;  the  Calculation  was  Made  for  Reflectivities  of  90,  80,  and  50%;  as  an 
Example  of  the  Sensitivity  of  this  Fringe  System  to  Surface  Finish--if  One  Plate  has  a  Step  Height  of  25.4  nm  (1  juin),  the  Intensity  will  Drop  from  its  Peak  Value  to 
that  Shown  at  34  Degrees  from  the  Peak;  the  Effect  of  Reflectivity  of  the  Plates  is  Obvious,  and  95%  Reflectivity  can  be  Obtained! 
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depends  upon  the  reflectivity  of  the  surfaces.  If  the  reflectivity  is  0.27,  the  fringes  may  be 
more  broad  than  the  double-beam  fringes;  but,  increasing  the  reflectivity  to  0.87  or  higher 
makes  the  fringes  very  narrow,  as  seen  in  Figures  19  through  21 . 

It  is  well  known  in  interferometry  that,  for  the  greatest  fringe  contrast,  both  of  the 
reflecting  surfaces  should  have  about  equal  reflectivities;  and,  for  multiple-beam  fringes,  it 
should  be  as  high  as  possible.  Thus,  only  aluminum  and  silver  meet  this  requirement  in  the 
visible.  A  copper  or  gold  surface  would  have  to  be  silvered  to  obtain  good  fringes  when  the 
standard  mercury  green  interference  filter  is  used.  As  a  second  choice,  the  reference  filter 
could  be  used  with  a  lower  reflectivity  (60%),  with  some  fringe  broadening,  of  course.  An 
interference  filter  was  obtained  for  the  Ne  6328  A  line,  where  the  reflectivity  of  copper  is 
about  95%  and  that  of  gold  is  about  93%.  There  is  a  little  loss  of  resolution,  as  noted  in 
Table  1,  but  it  is  possible  to  obtain  excellent  fringes  without  coating  the  surface,  and  the 
90%  reflectivity  reference  mirror  can  be  used. 

When  the  microscope  is  focused  on  a  sample,  there  are  usually  quite  a  few  fringes  in  the 
field  of  view.  By  adjusting  the  tilt  (or  angular  orientation  of  the  surfaces),  the  fringe  spacing 
can  be  increased  so  that  only  two  will  fill  the  field  of  view  that  can  be  photographed.  In  this 
regard,  the  Nikon  can  be  used  with  a  35-mm  camera,  a  Polaroid  film-pack  camera,  or  a 
graphic  back  that  accepts  the  Polaroid  4x5  processor  or  other  4  x  5-cut  film.  This  larger 
format  permits  photographing  the  largest  fringe  spacing  and  thus  offers  the  greatest 
sensitivity.  The  smallest  fringe  deviation  currently  measured  at  the  Y-12  Plant  is  0.01  inch 
(10  mils).  Obviously,  the  greater  the  fringe  spacing  on  the  photograph,  the  greater  the 
sensitivity  will  be,  within  the  limits  of  empty  magnification  and  photographic  contrast  that 
can  be  obtained.  At  the  fringe  spacing  shown  in  Figure  20,  this  is  a  height  of  10  A.  The 
fringes  can  be  spread  out  farther  so  that  only  one  fringe  fills  the  field  of  view  (Figure  22), 
and  then  probably  the  most  qualitative  information  can  be  obtained  from  the  surface.  As 
the  tilt  is  continually  adjusted,  more  fringes  again  appear  in  the  field  of  view.  The  reference 
surface  now  is  being  tilted  in  the  opposite  sense.  From  this  observation  it  is  evident  how  the 
microscope  can  be  used  to  indicate  high  and  low  areas  on  the  surface.  Using  a  specimen  that 
has  been  plated  with  a  step  for  film-thickness  measurement,  the  tilt  is  adjusted  so  that  the 
reference  is  one  fringe  from  parallel.  It  will  be  observed  that,  at  the  film  step,  the  fringe  will 
bend  downward  as  it  goes  from  the  unplated  to  the  plated  surface.  Thus,  by  observing  which 
way  the  tilt  is  adjusted  on  the  reference,  the  operator  can  correlate  fringe  direction  with  the 
surface  peaks  and  valleys. 

Fringes  of  Equal  Chromatic  Order 

Applications  Note  -  The  fringes  of  equal  chromatic  order  (FECO)  fringe  system  is 
mentioned  so  frequently  in  the  literature^^^ '  that  it  is  appropriate  to  mention  it 
at  this  time.  The  Nikon  multiple-beam  interference  microscope  was  adapted  to 
produce  FECO  fringes.  FECO  fringes  have  even  more  sensitivity  than  multiple-beam 
fringes  (2.5A(19)),  but  the  same  limitations  apply  to  their  utilization.  They  are 
formed  by  using  white  light  in  a  multiple-beam  microscope  and  then  passing  the 
light  through  a  spectrometer  to  obtain  fringes  (Figure  23).  These  fringes  provide 


ia)  Here,  the  Fringes  are  Spread  as  Widely  Apart  as  Possible  so  that  One  Fringe  is  Used  for  the  Thickness  Measurement.  (b)  Three  Fringes  Used  for  Thickness  Me 

Figure  19.  MEASURtMENT  OF  A  PLATED  FILM  THICKNESS  USING  MULTIPLE-BEA 


ilm-Thickness  Measurement,  (five  fringes  are  used) 


Figure  20.  SURFACE-FINISH  PICTURE  OF  DIAMOND- 
TURNED,  GOLD  PLATED  SPECIMEN  WITH  A  NIKON 
MULTIPLE-BEAM  MICROSCOPE.  [This  Figure  Shows 
that,  when  a  Multiple-Beam  Interferometer  can  Resolve 
the  Cusp  Sfiacing  (129iuin),  the  Narrow  Fringes  Provide  a 
Better  Picture  of  the  Surface  than  Double-Beam  Fringes; 
Total  Magnification  of  Picture,  31 1  X;  Objective,  13X;  NA, 
0,25;  Resolution,  61  ,uin;  Reference  Flat,  90%  Reflectivity; 
Light,  Rod;  Fringe  Spacing,  12.5  gin ! 


(a)  Diamond-Turned  Copper-Plated  Aluminum.  [Nikon  microscope,  multiple-beam 
interference,  328X;  reference  mirror,  90%  reflectivity;  red  light;  surface  finish,  maximum 
peak-to-val)ey  height,  1  7.5  nm  (0.69  iuin);  arithmetic  average.  3.2  nm  (0.1  3  juin)  1 


Figure  22.  MAXIMUM 
MULTIPLE-BEAM  MIC 
Flat  of  a  Multiple-Bearr 
the  Surface  is  Clearly  1 
1 29  Min;  Objective,  13) 
Light,  Red;  Fringe  Spac 


(b)  Diamond-Turned  Electroless  Nickel-Plated  Aluminum,  [multiple-beam  interference, 
328X,  reference  mirror,  65%  reflectivity;  green  light;  surface  finish,  maximum  peak-to-valley 
height,  26.4  nm  (1.04  Min);  arithmetic  average,  9.9  nm  (0.39  Mini] 

Figure  21.  STATE-OF-THE-ART  DIAMOND-TURNED  COPPER  AND  NICKEL 
SURFACES. 


2.  MAXIMUM  FRINGE  SEPARATION,  SHOWING  ONLY  ONE  FRINGE  WITH  A 
LE-BEAM  MICROSCOPE.  (This  Interferogram  Shows  that  when  the  Reference 
Multiple-Beam  Interferometer  is  Nearly  Parallel  to  the  Specimen,  the  Structure  of 
ace  is  Clearly  Shown;  Specimen:  Gold  Plated,  Diamond  Turned,  Cusp  Spacing  of 
Objective,  13X;  NA,  0.25;  Resolution,  61  /iin;  Reference  Flat,  90%  Reflectivity; 
■d;  Fringe  Spacing,  1  2.5  /ain ;  Total  Magnification,  311  X) 


Figure  23.  NIKON  MUL 
FRINGES  BY  REMOVIN 
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165878 

ON  MULTIPLE-BEAM  INTERFERENCE  MICROSCOPE  THAT  WAS  ADAPTED  TO  PRODUCE  FECO 
EMOVING  THE  CAMERA  CONE  AND  ADDING  A  SPECTROMETE R  AND  AN  EYEPIECE 


30 


an  unambiguous  picture  of  the  high  and  low  points  of  the  surface.  To  take  full  advantage  of 
FECO  fringes  it  is  necessary  to  use  automatic  scanning  of  the  fringe  picture.  With  such 
equipment  and  a  computer  program  (available  at  the  Naval  Weapons  Center,  China  Lake, 
California),  it  is  possible  to  obtain  statistical  information  about  a  surface  such  as  the 
slope-distribution  function  and  the  autocorrelation  function. 

The  expression  controlling  the  fringe  shape  for  multiple-beam  and  FECO  fringes  is  the  Airy 

formula:  (15) 


I  = 


*max 


1  +  F  sin2}rr2/it 
1“ 


(8) 


where: 


I  represents  the  intensity  of  the  fringe, 

I  max  incident  intensity, 

F  a  function  of  the  reflectivity  of  the  surfaces, 

H  the  index  of  refraction  of  air  (usually,  1 .0), 

t  the  separation  of  the  plates  of  the  interferometer  (the  thickness  of  the  air 

wedge  between  surfaces), 

X  the  wavelength  of  the  light  used  (generally,  5461  or  6328  A),  and 

/3  the  angle  of  incidence  of  the  light  (preferably  close  to  0  degree  so  that  cos 

0=1). 


For  multiple-beam  fringes,  monochromatic  light  is  used  and  X  is  a  constant  at  one  of  two 
wavelengths  (5460  or  6328  A).  Then,  the  fringe  shape  is  a  function  only  of  the  thickness,  t, 
in  the  Airy  equation. 

Fringes  of  equal  chromatic  order  are  produced  when  white  light  is  used;  that  is,  X  in  the 
Airy  equation  is  also  allowed  to  vary,  in  addition  to  t.  So,  the  fringe  intensity  is  a  maximum 
when  the  denominator  of  the  equation  is  equal  to  one,  that  is: 

n  2jrt 

sin2  —  =  0  .  (9) 

X 

This  equality  happens  when  tA  =  n,  and  n  =  0,  1,  2,....  Thus,  n,  the  order 
number  =  tA. 
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Since  tA  must  remain  constant  for  any  fringe  which  has  a  particular  order  number,  n,  the 
wavelength  must  decrease  if  the  thickness  increases.  The  thickness,  t,  is  the  thickness  of  the 
air  wedge  between  the  specimen  and  the  reference  surface.  Theory  assumes  that  the 
reference  is  perfect  and  all  error  is  in  the  specimen,  or  that  the  reference  surface  is  known 
and  suitable  corrections  can  be  made.  Variations  in  thickness  of  the  air  wedge  introduce 
variations  in  phase  difference  which,  as  was  explained  before  for  white-light  fringes,  cause 
destructive  interference  for  a  certain  wavelength.  This  wavelength,  which  is  eliminated  from 
white  light,  shows  up  as  a  dark  fringe  on  a  light  background.  Thus,  the  color  shifts  of  the 
FECO  fringes  are  an  unambiguous  indication  of  the  slopes  of  the  surface.  If  the  fringe  shifts 
to  the  red,  the  thickness  has  increased  and  the  surface  has  a  groove  or  valley;  if  the  fringe 
shifts  to  the  blue,  the  thickness  has  decreased  and  the  surface  has  a  high  spot. 

Before  data  can  be  obtained  from  a  set  of  FECO  fringes,  the  order  number,  n,  must  be 
known.  This  value  can  be  obtained  from  two  adjacent  fringes,  as  illustrated  in  Figure  24. 
However,  the  exact  interpretation  of  FECO  fringes  for  the  attainment  of  high  accuracy 
when  thin  films  are  being  measured  requires  measurement  of  possible  phase  shifts  of  the 
reflected  light.(20  -  22)  information  is  not  necessary  with  low  orders  of  interference. 


X  X' 


6328  6032  5461  4806 


AX  =67 


Equation  for  FECO  fringes:  nX  =  2t;  n  =  2t/X 
where: 

n  ‘is  the  order  of  the  fringes, 

t  is  the  thickness  of  the  space  between  specimen 
and  reference,  and 

A  is  the  wavelength  of  the  fringe. 


n 


A*  _  4806  ^ 
A -A*  1226 


At  =~AA  =~  X  67  =  135  k,  peak  to  valley 

Surface  Finish  =  135/4  =  34  A,  AA 

Figure  24.  A  PHOTOGRAPH  OF  FECO  FRINGES  AND  AN 
ILLUSTRATION  OF  THE  METHOD  OF  CALCULATING  SURFACE 
FINISH.  (Specimen,  Silver-Plated  Copper;  Microscope,  Multiple  Beam; 
Objective,  13X;90%  Reflectivity  Reference  Flat) 


32 


The  Nikon  microscope  was  adapted  (Figure  23)  to  produce  FECO  fringes  by  removing  the 
camera  cone  from  the  trinocular  eyepiece  and  adding  a  spectrometer.  To  do  this,  an  Ealing 
reversion  spectrometer  was  used  by  removing  the  reversion  apparatus.  Then  it  becomes  a 
direct-vision  grating  spectrometer  equipped  with  a  cylindrical  entrance  lens,  an  adjustable 
slit,  and  a  wavelength  drum  calibrated  in  angstroms.  A  Gaertner  20X  eyepiece  and  adapter 
with  a  hairline  was  used  for  setting  on  the  fringe.  An  aluminum  adapter  was  made  to  fit  this 
unit  over  the  10X  Nikon  eyepiece.  The  camera  cone,  with  its  monocular  eyepiece,  shutter, 
and  Polaroid  pack,  can  be  mounted  on  a  separate  study  tripod  for  photographing  the  FECO 
fringes.  Exposure  time  was  75  seconds,  using  3200-speed  film  and  the  Nikon  white-light 
lamp. 

To  obtain  FECO  fringes,  the  microscope  is  set  up,  as  for  double-beam  fringes;  and,  the 
binocular  eyepiece  is  used  for  adjustment  until  only  a  few  fringes  are  in  the  field  of  view, 
using  the  red  filter.  Orientation  of  the  grooves  in  the  sample  should  be  such  that  the  fringes 
are  parallel  to  the  slit  of  the  spectrometer.  To  observe  FECO  fringes,  the  red  filter  is 
removed  for  white-light  illumination,  and  the  binocular  field  is  switched  to  the  monocular. 
The  FECO  fringes  can  then  be  observed  through  the  eyepiece  of  the  monochromator.  The 
tilt  of  the  specimen  can  be  adjusted  to  vary  the  number  of  fringes  in  the  field,  and  the 
wavelength  of  each  fringe  can  be  measured  by  placing  the  hairline  of  the  eyepiece  at  the 
desired  location  and  then  reading  the  wavelength  drum.  If  measurements  are  to  be  taken 
from  the  photographs,  it  is  necessary  to  have  some  known  wavelengths  recorded.  This 
measurement  was  made  by  making  a  triple  exposure.  First,  the  red  6328  A  interference 
filter  was  inserted,  and  a  90-second  exposure  was  made.  The  field  of  view  was  dark  except 
for  the  one  bright  line.  This  operation  was  repeated  with  the  green  5461  A  filter.  Finally, 
the  FECO  fringe  system  itself  was  exposed  for  75  seconds. 

Several  experimental  points  should  be  clarified: 

1.  The  FECO  fringe  pattern,  shown  in  Figure  24,  was  obtained  from  a  diamond-turned 
copper  disc  that  had  been  silvered;  the  reason  why  a  fringe  is  visible  in  the  red  and  blue 
regions.  (Unsilvered  copper  and  gold  do  not  have  sufficient  reflectivity  outside  of  the  red 
region  of  the  spectrum  to  produce  fringes.) 

2.  It  was  stated  earlier  that,  by  adjusting  the  tilt,  the  number  of  FECO  fringes  in  the 
field  of  view  could  be  controlled.  This  maneuver  works,  of  course,  but  that  is  not 
the  way  it  is  ordinarily  done.  When  equipment  permits,  the  reference  plate  is  lined 
up  parallel  to  the  specimen  surface  and  separated  only  by  the  dust  particles 
between  the  surfaces.  At  this  time  there  is  a  minimum  number  of  fringes  in  the 
field  of  view.  To  increase  the  number  of  fringes,  the  separation  of  the  plates  is 
increased  while  maintaining  their  parallelism  as  well  as  possible.  In  the  tilt  method 
used  here,  more  fringes  are  introduced  at  the  expense  of  an  increased  angle  between 
the  surfaces.  This  limitation  can  seriously  reduce  the  number  of  reflections 
between  the  surfaces  and  should  be  avoided  by  keeping  the  number  of  fringes 
to  a  minimum.  The  sensitivity  is  also  greater  with  a  smaller  number  of  fringes. 
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3.  If  the  tilt  adjustment  is  made  to  reduce  the  number  of  fringes  to  one,  and  then  the 
reference  plate  is  tilted  to  the  opposite  angle,  the  sense  of  the  fringes  with  respect  to  hills 
and  valleys  does  not  change,  as  it  does  with  multiple-beam  fringes. 

4.  A  narrow  slit  is  used  to  define  the  beam  of  light  going  from  the  eyepiece  of  the 
microscope  into  the  spectrometer.  Using  now  the  principle  of  reversibility  of  an  optical 
system  that  was  mentioned  earlier,  the  lenses  of  the  eyepiece  and  objective  "project"  the 
size  of  the  slit  onto  the  specimen.  This  slit  size  constitutes  the  surface  area  of  the 
specimen  that  is  examined  by  the  entire  FECO  fringe  system.  It  is  very  small;  and, 
therefore,  if  there  are  several  fringes  on  the  FECOgram,  their  shape  is  identical  and 
nothing  is  gained  by  evaluating  more  than  one.  When  double  or  multiple-beam  fringes  are 
used,  the  entire  field  of  view  will  give  rise  to  fringes.  If  the  shape  of  the  surface  is 
different  over  several  areas  in  the  field,  adjoining  fringes  will  have  a  different  appearance 
and  may  produce  different  values  of  surface  finish. 

Nomarski  Polarization-Contrast  Technique 

Applications  Note  -  Polarization-contrast  microscopes  have  about  the  same  sensitivity  as 
multiple-beam  fringes,  but  are  not  quantitative.  However,  the  advantage  of  this  technique  is 
that  it  does  not  require  contact  with  the  surface  and,  thus,  is  nondestructive.  It  can  be  used 
with  any  reflectivity  surface,  including  uncoated  glass  or  salt  surfaces,  because  one  portion 
of  the  surface  is  the  reference  for  an  adjoining  portion.  But,  because  of  this  requirement,  it 
is  only  effective  when  a  surface  is  fairly  smooth.  The  process  is  sensitive  to  changes  in  slope; 
flat  surfaces  with  slopeless  changes  in  elevation  are  not  detected. 

Several  optical  systems  are  described  in  the  literature(23  -  25)  and  they  are  available  from 
the  manufacturers  of  microscopic  equipment.  A  Reichert  inverted  microscope  (used  at  the 
Y-12  Plant)  will  be  described  briefly. 

The  microscope  has  the  attachments  to  use  polarized  light;  that  is,  a  polarizer  and  an 
analyzer.  The  unit  that  is  added  for  polarization  contrast  is  a  modified  Wollaston  prism 
(Figure  25).  The  Wollaston  prism  is  cut  from  a  birefringent  crystal— a  natural  crystal  which 
has  two  refractive  indices.  This  prisiji  has  the  property  that  when  a  single  beam  of  light  is 
incident  upon  it,  two  beams  emerge:  (1)the  ordinary  (0)  beam  that  is  displaced 
proportionally  to  the  normal  refractive  index,  and  (2)  the  extraordinary  (E)  beam.  The 
prism  is  located  at  the  back  focal  plane  of  the  objective  so  that  polarized  light  from  the 
source  is  brought  to  a  focus  at  Point  I  (Figure  24).  The  0  and  E  beams  diverge  from  the 
crystal,  pass  through  the  objective,  and  illuminate  the  specimen.  If  the  specimen  is 
absolutely  flat,  the  beams  are  reflected  back  to  the  Wollaston  prism  at  Point  J.  Since  the 
Wollaston  prism  is  symmetrical,  both  the  O  and  E  beams  travel  equal  optical  paths  and  no 
phase  difference  is  introduced.  If  the  analyzer  is  crossed  with  the  polarizer,  the  field  of  view 
is  dark.  This  result  also  occurs  if  there  are  abrupt,  cliff-like  changes  in  elevation  of  the 
surface  (Figure  26).  But,  if  there  are  variations  in  slope,  leading  from  one  elevation  to 
another,  the  sloping  surface  reflects  light  away  from  Point  J,  this  light  is  no  longer 
equalized,  and  a  bright  spot  or  line  appears. 
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Figure  25.  OPTICAL  COMPONENTS  OF  THE  NOMARSKI  INTERFERENCE 
CONTRAST  MICROSCOPE.  (Polarized  Light  from  the  Source  Falls  on  the 
Wollaston  Prism  where  it  is  Exactly  Focused  at  "I";  the  Plane  of  Polarization  is 
not  Along  the  Coordinate  Axes,  but  at  an  Angle  of  45  E>egrees;  hence.  Two 
Polarized  Beams  Emerge  from  the  Wollaston;  these  Two  Beams  Illuminate 
Slightly  Separated  Areas  of  the  Sample  and  One  Area  thus  becomes  the 
Reference  for  the  Other;  the  Two  Beams  are  Reflected  Back  to  the  Wollaston 
where  they  are  Recombined  and  Interference  can  Take  Place) 


Several  points  should  be  made; 

1 .  Since  one  area  of  a  surface  is  the  standard  for  another,  the  result  will  be  meaningless  if  a 
surface  is  too  rough. 

2.  The  technique  is  directional. ^22)  |f  there  are  regular  grooves  in  a  surface,  the 
doubling  must  be  accomplished  in  a  direction  normal  to  the  grooves.  If  the  sample 
is  not  rotated  to  the  optimum  direction,  the  grooves  may  be  missed  completely,  as 
seen  in  Figure  27. 


(a)  Double-Beam  Interference  Microscope  Picture,  (view 
of  a  gold  coating  on  a  polished  metal  substrate;  picture 
magnification,  66X;step  height,  23  ii'm) 


(b)  Same  Coating  as  in  View  a,  but  Taken  with  a 
Nomarski  Polarization  Contrast  Attachment  on  a  Reichert 
Microscope,  (this  condition  is  also  called  "differential 
interference";  note  that  the  level  above  and  below  the  step 
is  the  same  intensity,  but  the  slope  is  bright  and  uniform; 
the  step  was  turned  so  that  it  is  parallel  to  the  doubling 
produced  by  the  Wollaston  prism,  as  observed  by  the 
twinning  of  the  dust  particles;  picture  magnification, 
247X) 

Figure  26.  DIFFERENCE  IN  APPEARANCE  OF  A 
SLOPING  STEP  AS  PRESENTED  BY  THE 
DOUBLE-BEAM  AND  POLARIZATION-CONTRAST 
METHODS. 


(b)  View  after  the  Sample  in  View  a  was  Rotated  90 
Degrees. 


Figure  27.  VIEWS  TO  SHOW  THE  IMPORTANCE  OF 
PROPER  SAMPLE  ORIENTATION  WHEN  NOMARSKI 
POLARIZATION  CONTRAST  IS  USED  TO  ENHANCE 
THE  APPEARANCE  OF  GROOVES  ON  A  SURFACE.  (A 
Gold-Plated,  Diamond-Turned  Disc;  Picture  Magnification, 
203X) 
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3.  This  method  is  also  called  "differential  interference  contrast"  (DIC)  because  the 
interference  effect  is  generated  by  the  difference  in  phase  of  the  slopes  of  the 
doubled  image.^25)  |f  the  difference  is  zero,  the  field  of  view  is  black;  if  it  is  very  small, 
it  is  some  shade  of  gray;  if  it  is  larger,  some  color  is  visible.  These  colors  are  the 
"subtractive"  colors  that  were  mentioned  before.  It  is  possible  to  use  these  colors  for 
slope-height  measurements;  but,  shades  of  gray  are  most  sensitive  to  small  slope 
differences.  Peak-to-valley  heights  of  less  than  25  nm  (1  /zin)  are  in  the  gray  area.  A 
method  of  calibration  for  crystals  has  been  reported  by  Gifkins.(23) 

4.  A  wide  variety  of  objective  powers  with  a  high  resolving  power  can  be  used  without 
contacting  the  surface,  and  oil-immersion  objectives  can  also  be  used.  However,  there  is 
less  image  contrast  with  the  high-power  objectives  because  the  increased  linear 
magnification  decreases  the  slopes.(25)  (Figure  28). 

5.  Another  similar  type  of  attachment  called  "polarization  interference"  produces 
interference  fringes  instead  of  variations  in  the  level  of  illumination.  This  device  must  be 
used  with  an  interference  filter  to  produce  fringes  with  a  known  spacing,  and  the 
sensitivity  of  these  fringes  is  about  25  nm  (1  juin).  The  advantage  of  this  attachment  is 
that  the  results  are  quantitative  and  can  be  used  on  transparent  surfaces,  but  the 
sensitivity  is  limited  (Figure  29). 

INFORMATION  AND  NUMERICAL  DATA  OBTAINED  FROM  THE  FRINGES 

Interferometers  are  used  to  obtain  many  types  of  data.  The  two  types  to  be  discussed  here 
are:  (1)  the  thickness  of  films  that  have  been  deposited  on  a  surface,  and  (2)  the  surface 
finish  of  a  specimen  that  has  been  lapped  and  polished  or  diamond  turned.  Although  this 
report  is  about  the  latter  application,  an  illustration  of  the  former  will  help  to  demonstrate 
some  of  the  advantages  and  disadvantages  of  the  systenris  that  are  available. 

Film-Thickness  Measurement 

To  make  quantitative  measurements  of  film  thickness  or  surface  finish,  the  surface  must  be 
highly  polished  and  specularly  reflecting.  The  technique  used  for  film-thickness 
measurements  is  to  start  with  a  high-quality  mirror— preferably  about  6  mm  (1/4  in)  thick. 
An  aluminized  microscope  slide- is  sometimes  used;  but  it  may  bend,  giving  rise  to  curved 
fringes  which  are  difficult  to  measure.  A  gradual  slope  is  needed  between  the  filmed  and 
unfilmed  surfaces,  so  that  the  fringes  will  follow  visibly  to  permit  measurement  of  the 
displacement.  A  razor  blade  or  fine  wire  may  be  used  to  form  the  sloping  edge.  When 
observed  in  the  microscope,  the  fringe  system  which  is  formed  on  the  substrate  follows  the 
sloping  surface  up  to  the  top  of  the  filmed  surface.  Sometimes  the  specimen  is  completely 
overcoated  with  silver  or  aluminum  so  that  differences  in  reflectivity  or  color  between  the 
base  and  the  film  will  not  adversely  affect  the  accuracy  of  the  measurement,  especially  if 
FECO  fringes  are  used.  The  fringe  spacing  is  one  half  the  wavelength  of  the  light  used.  The 
film  thickness  is  obtained  by  measuring  the  linear  separation  between  a  pair  of  fringes 
(Figure  19,  View  a)  on  the  substrate  and  the  linear  shift  as  the  fringe  progresses  to  the  top 
of  the  film.  This  fraction  times  one  half  the  wavelength  is  the  film  thickness. 


(a)  Objective,  16X;  Picture  Magnification,  203X. 


Figure  28.  EFFECT  OF  USING  INCREASING  POWERS  OF  THE  MICROSCOPE  OBJECTIVE  WITH  NOMARSKI 
POLARIZATION  CONTRAST.  (A  Gold-Plated,  Diamond-Turned  Specimen) 


(b)  Objective,  32X;  Picture  Magnification,  395X. 


(c)  Objective,  45X;  Picture  Magnification,  567X. 


(d)  Objective,  80X;  Picture  Magnification,  960X. 
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The  sample  used  in  this  study  consisted  of  a  gold  film  plated  on  a  thick,  aluminjzed 
substrate.  It  was  examined  with  multiple-beam  fringes  using  the  6.4X  objective  (FigureilQ) 
and  the  13X  objective.  It  was  also  examined  with  double-beam  fringes,  using  the  jox 
objective  (Figure  30),  the  25X  objective,  and  the  60X  objective  (Figure  31).  In  all  of  tljiese 
cases,  the  reference  mirror  was  adjusted  so  that  measurements  could  be  made  with  pne, 
three,  and  five  fringes.  The  data  are  summarized  in  Table  2.  From  the  raw  data  it  was 
apparent  that  more  precise  data  could  be  obtained  from  the  multiple-beam  fringes.  The 
narrow  width  of  the  individual  fringes  and  the  wide  spacing  of  adjacent  fringes  provide  a 
smaller  chance  of  error  in  making  the  lin^r  measurements  with  a  rule.  Again  it  shoultj  be 
pointed  out  that  the  multiple-beam  method  involves  contact  with  the  surface  and  may  cause 
damage. 

i 

I 

It  was  demonstrated  earlier  in  this  report  that  the  high  resolution  which  is  obtained  from 
high  NA  objectives  with  high  initial  magnification  is  necessary  to  resolve  small  grooves  in  the 
surface.  (For  film  thickness  measurements,  low  magnification  is  usually  adequate.)  The  data 
in  Table  2  show  that  when  the  film  thickness  is  measured  with  the  60X  objective,  it  is  about 
one  microinch  less  than  when  measured  with  the  10X  or  25X  objectives.  Studies(25 -j32) 
have  shown  that  the  measured  surface  finish  is  about  10%  less  with  objectives  of  higher 
numerical  aperture  because  of  the  oblique  light  coming  from  the  surface.  The  table  ^Iso 
shows  that  there  is  more  variation  in  the  data  between  one,  three,  and  five  fringes  at  60X 
than  at  a  lower  power;  and,  also,  the  agreement  is  better  between  the  multiple-beam  results 
at  1 3X  and  the  double  beam  at  60X.  The  field  of  view  for  these  two  objectives  is  about  the 
same,  but  is  less  than  for  the  other  two  objectives.  Changing  the  number  of  fringes  in  the 
picture  does  not  change  the  size  of  the  field  of  view.  ■ 

General  Discussion  of  Diamond-Turned  Surfaces 

The  diamond-turning  process  consists  of  a  highly  refined,  state-of-the-art  lathe  which  uses  a 
single-point  diamond  tool  to  produce  mirror  surfaces.  In  this  process,  the  mirror  blank 
may  be  mounted  on  an  air-bearing  spindle  and  rotated  at  any  suitable  speed  up  to 
about  2100  rpm  while  the  tool  is  mounted  on  the  cross  slide  of  the  machine;  or,  |the 
tool  may  be  rotated  on  the  spindle  and  the  mirror  mounted  on  the  cross  slide  (fly 
cutting).  In  both  cases,  the  surface  finish  is  measured  to  have  a  method  of  evaluating  the 
quality  of  the  mirror,  and  to  furnish  diagnostic  information  to  the  machine  developnrfent 
engineers. 

The  turning  process  leaves  a  spiral  cusp  or  ridge  on  the  surface  of  the  disc.  The 
height  and  spacing  of  the  cusps  depend  upon  the  tool  advance  (TA)  and  the  radius  of  the 
cutting  tool  (see  Appendix  B)  and  are  part  of  the  surface  finish.  Generally,  the  cusp  height  is 
theoretically  much  less  than  a  microinch  and  should  hardly  be  observed.  In  practice,  a 
noticable  surface  finish  is  observed  on  the  part.  This  section  presents  data  and 
photomicrographs  to  illustrate  what  has  been  seen  and  how  it  has  been  interpreted. 

The  turning  statistics  given  in  the  discussion  to  follow  were  used  in  the  samples 
selected  for  illustration.  These  values  may  vary  considerably  at  the  discretion  of  the 


Figure  29.  ILLUSTRATION  OF  DOUBLING  WITH 
COMPLETE  SEPARATION.  (This  View  was  Taken  Near 
the  Center  of  a  Disc  with  a  Nomarski  Polarization 
Interference  Attachment  on  a  Reichert  Microscope; 
Objective,  16X;  Picture  Magnification,  240X;  5880  A 
Interference  Filter  Used  on  the  Light  Source) 


(a)  One  Fringe  Used. 


Figure  30.  MEASUREMEN 
MICROSCOPE  2.  (Objective 


(a)  One  Fringe  Used. 


Figure  31.  MEASUREMEN 
MICROSCOPE  2.  (Objectivf 


(b>  Three  Fringes  Used. 


(c)  Five  Fringes  Used. 


30.  MEASUREMENT  OF  A  PLATED  FILM  THICKNESS,  USING  DOUBLE-BEAM  FRINGES  FROM  ZEISS 
SCOPE  2.  (Objective,  1 0X;  Picture  Magnification,  41  X;  Fringe  Value,  1 0.8  juin) 


(b)  Three  Fringes  Used.  (c)  Five  Fringes  Used. 

31.  MEASUREMENT  OF  A  PLATED  FILM  THICKNESS,  USING  DOUBLE-BEAM  FRINGES  FROM  ZEISS 
SCOPE  2.  (Objective,  60X;  Picture  Magnification,  267X;  Fringe  Value,  10.8  Min) 
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Table  2 

COMPARISON  OF  FILM-THICKNESS  DATA  FOR 
MULTIPLE-BEAM  AND  DOUBLE-BEAM 
MICROSCOPES 


Microscope 

Magnification  (X) 

Number  of 
Fringes  Used^ ^ ^ 

Objective 

Picture 

1 

3 

5 

Nikon, 

6.4 

155 

6.1 

5.8 

5.9 

Multiple 

13 

311 

5.8 

5.8 

5.7 

Beam 

Zeiss  2, 

10 

41 

7.1 

7.0 

7.1 

Double 

25 

105 

7.0 

7.3 

7.2 

Beam 

60 

267 

6.5 

6.1 

5.5 

(1 )  Numbers  give  the  film  thickness  in  pin. 
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engineers.  The  discussion  concerns  the  following  five  mirrors  which  were  examined  to 
illustrate  certain  points: 

1.  A  solid  copper  mirror  which  was  fly  cut  with  a  TA  of  1  mil.  This  mirror  is  used  to 
illustrate  actual  tool  cusps,  which  are  generally  much  closer  spaced. 

2.  A  disc  which  was  gold  plated  and  then  diamond  turned.  The  TA  was  129  juin.  This  disc 
illustrates  a  fine-grained  surface  with  cusps  and  waves,  and  one  which  does  not  oxidize. 

3.  A  solid  copper  disc  which  was  diamond  turned  with  a  TA  of  225#tin  and  later  coated 
with  silver  to  enhance  its  reflectivity.  This  disc  shows  the  effects  of  grain  structure, 
oxidation,  and  reflectivity  over  a  wide  spectral  range. 

4.  A  copper-plated,  diamond-turned  disc.  This  surface  shows  almost  no  waves  or  cusps  and 
illustrates  state-of-the-art  turning. 

5.  An  electroless-nickel-plated  aluminum  disc.  This  disc  illustrates  a  turned  surface  of 
material  that  is  harder  than  copper  and  gold,  and  also  of  lower  reflectivity  so  that  the 
fringes  are  broadened. 

Solid  Copper  Mirror  -  The  first  specimen  to  be  discussed  was  a  copper  mirror,  100  mm  (4  in) 
outside  diameter,  which  was  fly  cut.  The  feed  rate  was  0.255  in/min  and  the  spindle  speed 
was  255  rpm.  Tool  advance  (TA)  is  the  ratio  of  slide  speed  to  spindle  speed;  which,  in  this 
case,  is  1  mil/rev.  This  means  that  the  turning  process  will  leave  a  ridge  or  cusp  on  the 
surface  every  1  mil  (see  Figure  32  and  also  Appendix  B).  The  height  of  these  cusps,  if  the 


Figure  32.  ILLUSTRATION  OF  THE  THEORETICAL  CALCULATION  OF  CUSP  SPACING  AND  SURFACE 
FINISH,  BASED  ON  THE  MACHINING  PARAMETERS.  [Also  Illustrated  is  the  Fact  that,  although  the  Cusp 
Spacing  is  Wide  (1000  Min.  in  this  case),  the  Actual  Cusp  or  Point  where  Two  Adjoining  Cuts  Contact  each  other  is 
very  Narrow;  if  there  is  any  Folding  or  Tearing  of  Metal  in  this  Area,  the  Resolution  to  See  it  must  be  much  Lower 
than  that  Based  on  the  Cusp  Spacing;  Specimen.  Solid  Copper  Disc;  Feed  Rate.  0.255  in/min;  Spindle  Speed.  255 
rpm  (fly  cut);  Tool  Advance.  0.265/255  *  1  mil /rev;  Surface  Finish.  1  Mini 

tool  has  a  radius  of  curvature  of  1/8  inch,  is  equal  to  TA2;  and,  in  this  case,  it  is  one 
microinch.  When  this  surface  was  examined  with  the  multiple-beam  microscope  at  31 IX, 
the  cusps  were  obvious  with  the  nominally  correct  spacing  of  1  mil  (Figure  33),  but  they 
were  not  uniform.  This  nonuniformity  is  due  to  relative  motion  between  the  tool  and  mirror 
as  it  is  turned.  If  the  machine  is  less  than  perfect,  the  only  thing  that  can  happen  is  that  the 
tool  can  plunge  more  deeply  into  the  surface  or  withdraw  somewhat  from  the  surface. 
Angular  motions  would  show  no  different  effect  because  the  tool  has  a  radius.  An  angular 
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motion  is  equivalent  to  a  plunge  or  withdrawal.  This  concept  is  illustrated  (under  both 
theoretical  and  actual  conditions)  in  Figure  34  and  is  a  gross  exaggeration  of  the 
dimensions.  It  shows  what  happens  if  the  tool  moves  in  or  out.  If  the  tool  plunges  into  the 
surface,  the  cut  is  increased  in  depth  equal  to  the  depth  of  the  plunge.  The  width  is  also 
increased,  making  the  previous  and  following  cuts  narrow.  Similarly,  a  withdrawal  makes  the 
cut  more  shallow  and  narrow  and  the  adjoining  cuts  wider.  Both  cases  also  make  the  cusps 
unsymmetrical. 

Gold-Plated  Copper  Disc  -  The  second  specimen,  a  gold-plated  copper  disc  [31.8  mm  (1.25 
in)  in  diameter]  was  diamond  turned  with  a  slide  speed  of  0.2  in/min  at  1550  rpm.  The  TA 
was,  therefore.  129  microinches  per  revolution.  Figure  35,  Example  (a),  which  could  be 
resolved  by  any  of  the  objectives.  First  of  all,  note  that  at  10X,  Figure  35,  View  a,  each 
fringe  is  distinct,  with  many  little  peaks  called  "grass"  on  each  edge.  If  the  20X  objective  is 
used  (View  b),  the  grass  turns  into  arches  and  a  few  fine  lines  appear.  If  the  50X  objective  is 
used  (Viewc),  with  its  much  greater  resolving  power,  many  fine  lines  appear,  especially  if 
the  fringe  system  is  expanded  so  that  only  two  fringes  fill  the  field  of  view  (View  d).  The 
arches  are  now  less  apparent,  but  it  can  be  seen  that  the  fringe  line  is  not  straight;  that  is, 
there  is  some  waviness  in  the  surface. 

Table  1  shows  that  the  magnification  on  the  photograph  for  these  three  Leitz  double-beam 
objectives  is  about  the  minimum  necessary  for  the  eye  to  detect  what  the  objective  can 
resolve.  So,  the  fringes  were  photographed  with  35-mm  film  also  and  enlargements  made. 
Even  the  10X  objective  should  be  able  to  resolve  the  129  pin  TA  (Figure  36,  View  a).  On 
this  picture,  the  cusps  should  be  spaced  0.6  mm  (0.025  in),  but  nothing  can  be  discerned  at 
this  spacing.  At  20X  (View  b),  there  is  again  no  certain  indication  of  cusp  spacing.  The  cusp 
spacing  is  evident  with  the  50X  objective,  970X  total  magnification  (Viewc);  however, 
focus  and  contrast  are  soft. 

It  is  not  possible  to  get  a  very  clear  idea  of  the  nature  of  the  surface  waviness,  surface  finish, 
or  slopes  from  the  double-beam  interference  picture,  even  with  its  high  resolution,  because 
much  information  is  obscured  by  fringe  broadening;  and,  as  is  explained  in  the  following 
paragraph,  the  tool  cusps  are  generally  not  as  deep  as  the  waves  in  the  surface. 

The  multiple-beam  fringe  provides  a  much  better  description  of  the  surface.  Figures  20  and 
22  show  that  the  surface  consists  of  a  number  of  fine  cusps  superimposed  upon  much  larger 
arches.  Measurements  made  on  the  picture  show  that  the  fine  cusps  have  the  proper  spacing 
[3.28  Mm  (129  Min)]  to  be  the  marks  left  by  the  tool.  The  arches  themselves  have  a  spacing 
of  33.5  Mm  (1321  Min)  and  are  due  to  some  periodic  motion  in  the  turning  machine.  From 
measurements  using  the  fringe  spacing  of  318  Mm  (12.5  Min),  it  was  found  that  the  height  of 
the  arches  varies  from  14  to  24  nm  (0.54  to  0.94  Min)  and  the  depth  of  the  tool  cusps  varies 
from  7.6  to  15.2  nm  (0.3  to  0.6  M'n).  The  turned  surface,  then,  is  generated  (as  indicated  in 
Figure  37)  where  there  is  a  basic  wave,  or  an  in-and-out  movement,  with  approximately  10 
tool  advances  or  grooves  for  every  wave.  The  actual  surface  finish  is  about  20  times  the 
theoretical  surface  finish. 


Figure  33.  MULTIPLE-BEAM  FRINGES  OF  A  DIAMOND-TURNED 
COPPER  DISC.  (The  Tool  Advance  was  1  nnil/rev,  so  the  Surface  Finish 
should  be  1  mn.  Peak  to  Valley;  this  Picture  Shows  this  to  be  True; 
each  Arch  on  the  Picture  is  Due  to  the  Tool  Bit  and  they  Vary  in  Depth 
Due  to  the  Relative  Motion  between  the  Tool  and  the  Copper  Surface; 
Picture  Magnification,  311  X;  Red  Light;  Fringe  Spacing,  12.5Min;  the 
Shape  of  the  Cusps  on  this  Picture  may  seem  Strange  at  First  Glance, 
because  the  Depth  of  the  Cusps  is  Measured  Interferometrically  and  the 
Magnification  on  this  Picture  is  the  Distance  between  Fringes,  Divided 
by  Half  a  Wavelength— 3.1 85  in/1 2.5  ^Ltin  254,800X,  Height 
Magnification— and  the  Linear  Magnification  is  31  IX;  thus,  the  Shape 
Figure  is  Greatly  Distorted) 


(b)  Actual  Machining  Conditions,  (these  con( 
increase  the  peak-to-val ley  surface  finish) 

Figure  34.  MACHINING  CONDITIONS  FOR 
0.2  in/min.  Spindle  Speed,  1550  rpm;  Tool  A 
Peak  to  Valley) 


js  of  Tool 

’5")  ! 


(a)  Objective,  10X;  NA,  0.18;  Resolution,  73 /u 
Magnification,  51  X. 
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0„01  7  jjin 

Drefical  Surface  Machined  under  Perfect  Conditions  „ 
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ual  Machining  Conditions,  (these  conditions  cause  variations  in  the  cusp  spacing  and 
rease  the  peak-to -valley  surface  finish) 

34.  MACHINING  CONDITIONS  FOR  A  GOLD-PLATED  COPPER  DISC.  (Feed  Rate, 
nnin.  Spindle  Speed,  1550  rpm;  Tool  Advance,  129Min/rev;  Surface  Finish,  0.01  7 
)  Valley) 


(c)  Objective,  50.X;  NA,  0.85;  Resolution,  16  p 
Magnification,  260X. 


Figure  35.  SURFACE-FINISH 
Importance  of  having  Adequate 
Microscope;  Specimen;  Gold-Pla 


10X;  NA,  0.18;  Resolution,  73 /uin;  Picture 
n,  51  X. 


(h)  Objective,  20X;  NA,  0.35;  Resolution,  37  juin;  Picture 
Magnification,  102X. 


e,  50X;  NA,  0.85;  Resolution,  16/uin;  Picture  (d)  Sanne  as  View  c,  but  the  Fringes  are  Spread  Out  so 

n,  260 X.  that  Only  Two  are  in  the  Field  of  View. 


Figure  35.  SURFACE-FINISH  PICTURES  OF  A  DIAMOND-TURNED  SPECIMEN.  Ihis  Figure  also  Demonsirares  the 
Importance  of  having  Adequate  Resolution  (high  numerical  aperture)  when  Measuring  Surface  Finish  with  an  Interfeience 
Microscope;  Specimen:  Gold-Plated,  Diamond-Turned,  Cusp  Spacing,  129  uin| 
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Figure  37.  SURFACE  FINISH  OF  A  SAMPLE  THAT  CONSISTS  OF  WAVES  OF  SUCH  LENGTH  THAT  THE  TOOL 
WAS  ABLE  TO  MAKE  ABOUT  TEN  CUTS  PER  WAVE.  (Based  on  the  Multiple-Beam  Interferogram  of  Figure  20) 

Now,  another  inspection  of  the  double-beam  picture  taken  with  the  lOX  objective  (Figure 
35,  View  d?r reveals  that  the  uneven  fringe  that  is  often  called  "grass"  is  nothing  but  the 
arches  that  are  revealed  with  the  multiple  beam,  and  the  grooves  themselves  are  not 
resolved.  If  enough  resolving  power  is  used  to  resolve  the  grooves  (Figure  35,  View  d),  the 
arches  are  basically  lost  in  the  width  of  the  fringe. 

For  final  comparison,  a  FECO  fringe  of  this  surface  is  presented  in  Figure  38.  Since  the 
surface  was  gold,  and  not  silver  plated,  only  one  fringe  could  be  obtained  where  the 
reflectivity  was  high;  that  is,  in  the  red  region  of  the  spectrum.  With  only  one  fringe  it  was 
not  possible  to  obtain  the  order  number;  and,  thus,  to  calculate  the  surface  finish.  This 
FECO  fringe  clearly  shows  the  tool  cusps  and  the  waves  in  the  surface,  and  distinguishes  the 
hills  from  the  valleys. 


Figure  38.  FECO  FRINGE  OF  DIAMOND-TURNED,  GOLD-PLATED  DISC.  (Only 

One  Fringe  was  Obtained,  because  this  Surface  was  Gold  which  has  a  High  Reflectivity 
for  Red  Light  and  Low  Reflectivity  for  other  Colors  {white  light  was  used);  Nikon 
Multi  pie- Beam  Microscope  with  Spectrometer  Attachment] 
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Silver-Coated  Copper  Disc  -  The  third  specimen  that  was  examined  using  both  microscopes 
was  a  38.6-mm  (1.52-in)  copper  disc  that  was  diamond  turned  with  an  interrupted  cut.  (It 
was  one  of  18  discs  mounted  in  a  large  plate  and  turned  simultaneously.)  This  disc  was 
examined;  and,  several  months  later,  coated  with  between  500  and  1000  A  of 
vacuum-evaporated  silver  to  increase  its  reflectivity  when  examined  with  green  light  in  the 
multiple-beam  microscope.  However,  it  was  examined  with  both  red  and  green.  Figure  39, 


(a)  Objective,  10X;  Picture  Magnification,  41  X. 


(b)  Objective,  25X;  Picture  Magnification,  105X. 


(c)  Objective,  60X;  Picture  Magnification,  267X. 


Figure  39.  SURFACE-FINISH  MEASUREMENT  OF  THE  SILVER-PLATED,  DIAMOND-TURNED  COPPER  DISC  WITH 
ZEISS  DOUBLE-BEAM  MICROINTERFEROMETER  2. 
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Views  a  -  c  were  taken  with  the  Zeiss  double-beam  interference  microscope.  These  pictures 
show  that  there  are  quite  a  few  waves  in  the  surface  which  do  not  correspond  with  the 
cusps,  which  are  determined  by  the  slide  speed  and  spindle  speed.  These  three  pictures  were 
made  in  the  same  area  of  the  sample  using,  first,  the  60X  objective,  then  the  25X  and  10X 
objectives.  In  this  way  it  was  not  necessary  to  adjust  the  sample  position  or  the  objective 
focus,  but  it  was  necessary  to  align  the  fringes.  Views  a  and  b  of  Figure  40  were  made  with 
the  Nikon  microscope  with  two  different  objectives;  View  c  was  made  without  the  reference 
mirror  to  show  the  condition  of  the  surface.  It  is  evident  that,  when  the  reference  mirror  is 
used,  only  the  fringes  are  visible.  No  surface  detail  can  be  seen.  This  restriction  is  also 
evident  from  View  b  of  Figure  36,  which  shows  that  when  multiple-beam  fringes  are  used  in 
reflection,  the  first  beam  is  reflected  from  the  reference  flat  without  passing  through  it  and 
is,  therefore,  much  brighter.  It  is  also  interesting  to  show  the  effect  of  interference  on 
surface  features  with  the  Zeiss  microscope.  Figure  41,  View  a  shows  the  surface  with  the 
fringes  perpendicular  to  the  grooves.  View  b  shows  one  broad  fringe  parallel  to  the  grooves, 
and  View  c  shows  the  surface  without  fringes.  The  question  was  to  find  out  if  there  could  be 
surface  features  so  prominent  that  they  could  be  mistaken  for  fringes  and  thus  introduce  an 
error  into  the  data  calculated  from  the  fringes.  The  results  show  that  this  problem  is  not 
likely  to  develop.  The  fringe  effect  increased  the  contrast  on  the  surface.  What  was  a  gray 
surface  became  a  surface  varying  from  black  to  nearly  white,  making  defects  clearly  visible. 
However,  when  the  fringe  was  turned  parallel  to  the  grooves  and  broadened  so  that  it  nearly 
filled  the  entire  field  of  view,  the  shade  of  gray  was  again  surprisingly  uniform.  However,  the 
crystal  boundaries  showed  up  very  well. 

One  of  the  observations  which  was  made,  but  not  well  documented,  was  that  the  surface  of 
the  disc  was  rougher  after  it  was  silvered  than  before.  This  difference  is  thought  to  be  due  to 
the  growth  of  oxide  film  on  the  surface  between  the  time  the  disc  was  first  examined  and 
then  silvered  and  reexamined— a  period  of  several  months.  The  rate  of  growth  of  oxide  is 
different  for  various  crystal  surfaces;  and,  since  quite  a  variety  of  planes  are  exposed,  the 
uneven  oxide  growth  will  make  the  surface  become  rougher  with  time. 

The  Nomarski  technique  was  also  used  on  this  sample  to  learn  if  using  higher-power 
objectives  had  an  effect  on  the  appearance  of  surface  roughness,  and  to  learn  more  about 
the  surface  crystals.  Figure  42,  Views  a  and  b,  taken  with  the  16X  and  32X  objectives  of  the 
Reichert  microscope,  respectively,  had  the  sample  oriented  to  bring  out  the  crystal  structure 
rather  than  the  grooves  in  the  surface.  These  pictures  show:  (1 )  that  the  crystal  structure  is 
very  pronounced;  (2)  that  it  is  less  prominent  with  the  higher-power  objective;  (3)  that  it 
could  contribute  to  the  "beady"  appearance  of  the  multiple-beam  fringes. 

Types  of  Data  that  can  be  Obtained 

The  most  general  type  of  data  that  can  be  obtained  is  film  thickness,  which  was  illustrated 
in  Figures  19,  26,  30,  and  31.  The  film  rises  from  the  uncoated  surface  to  the  coated 
surface.  When  the  objective  is  to  measure  surface  finish,  the  fringes  are  formed  in  the  same 
way;  but,  now,  the  fringes  follow  the  ridges  and  valleys  of  the  surface.  The  slope-distribu¬ 
tion  function  (the  rms  slope),  the  height-distribution  function  (the  rms  height),  and  the 


(a)  Objective,  16X;  Picture  Magnification,  236X 


Figure  42.  FIGURES,  SHOWING  THE  GRAIN 
VACUUM-EVAPORATED  SILVER.  (Reichert  Mic 


(c)  No  Fringes 


{  ZEISS  DOUBLE-BEAM 
Illustrate  the  Differen*:'^ 
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bture  Magnification,  236X.  (b)  Objective,  32X;  Picture  Magnification,  465X. 


3URES,  SHOWING  THE  GRAIN  STRUCTURE  OF  THE  COPPER  AFTER  IT  WAS  COATED  WITH 
\PORATED  SI  EVER.  (Reichert  Microscope  with  Nonnarski  Polarization  Contrast) 
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autocorrelation  function  can  also  be  measured. The  slope  refers  to  the  angle  with  which 
the  surface  irregularity  rises  from  the  basic  surface;  the  correlation  length  is  the  separation 
between  similar  topographic  features.  To  obtain  slope,  height,  and  autocorrelation  functions 
for  a  surface,  it  is  necessary  to  have  an  automatic  system  for  reading  fringes,  a  computer, 
and  software.  This  equipment  is  available  at  the  Naval  Weapons  Center,  and  some 
diamond-turned  surfaces  have  been  studied  at  this  facility.^^^)  The  system  uses  4000  -  5000 
data  points  for  calculating  these  statistical  properties  of  surfaces.  Excellence  in  optical  figure 
(contour  accuracy),  waviness,  and  surface  finish  have  long  been  known  to  be  important  in 
achieving  sharp  focus,  high  resolution,  and  minimum  distortion  in  optical  systems. 

Interpretation  of  Interference  Fringes 

The  procedure  for  measuring  the  thickness  of  a  film  is  illustrated  in  Figure  19,  View  a.  The 
method  of  obtaining  data  for  surface  finish  differs  only  in  that,  instead  of  having  smooth 
fringes  to  measure,  the  edges  of  the  fringes  are  rough.  The  magnitude  of  this  roughness 
depends  upon  the  roughness  of  the  surface,  and  is  the  source  of  the  surface-finish 
information. 

The  fringe  is  densest  (or  blackest)  in  the  middle,  and  becomes  lighter  at  the  edges.  The 
theoretical  treatments  cited  before  showed  that  the  intensity  of  light  in  a  fringe;  and, 
consequently,  the  photographic  blackening,  is  either  a  cos2  or  a  sin2  function  of  the  phase 
difference  between  the  specimen  and  the  reference  surface.  The  rate  of  intensity  change  for 
the  double-beam  cos2  function  is  much  slower  than  for  the  multiple-beam  sin2  function, 
and  it  is  more  difficult  to  locate  the  exact  center  or  edge  of  the  fringe  with  certainty. 

The  difficulty  experienced  in  evaluating  roughness  from  interference  fringes  is  illustrated  in 
Figure  43,  View  a,  which  is  an  artificial  fringe  constructed  from  a  copy  of  Figure  26, 
View  a.  This  print  was  attached  to  a  piece  of  millimeter  graph  paper,  then  sections  (2  mm 
wide)  were  sliced  off,  one  at  a  time,  with  a  paper  cutter.  These  slices  were  then  misaligned 
one  or  two  millimeters,  as  seen  in  View  b  of  Figure  43  and  taped  back  together.  Without  the 
guidance  of  the  uncut  fringe  it  would  be  difficult  to  establish  a  base  for  measuring 
deviations.  Since  the  edges  of  the  fringe  fade  into  shades  of  gray,  it  is  better  to  try  to  locate 
the  center  of  the  black  area— the  way  the  automatic  fringe  reader  works.(33)  ji-,0  greatest 
excursion  in  a  positive  direction  is  called  the  "peak”;  in  the  negative  direction  it  is  called  the 
"valley".  The  graph  of  Figure  43  shows  that  the  peak  is  a  2-mm  offset  from  the  baseline 
valley,  or  0.  The  fringe  spacing  on  the  photo  was  8.4  mm,  center  to  center  on  the  fringes,  a 
distance  that  represents  274  nm  (10.8 /uin)  in  elevation.  Thus,  the  peak-to-valley  height  on 
the  artificial  fringe  is  2  mm/8.4  mm  x  10.8  juin  =  2.6  juin  =  65.3  nm.  The  accepted  measure 
of  surface  finish  is  the  arithmetic  average  (AA),(34)  which  is  usually  obtained  from 
peak-to-valley  readings  by  dividing  by  5;  for  example:  2.6  juin/5  =  0.5  /lin,  AA. 

The  difference  between  the  artificial-roughness  fringes  and  the  fringes  obtained  from  a  real 
surface  is  evident  from  what  has  been  described  earlier  in  this  report: 

1.  The  irregularities  are  usually  spaced  much  closer  than  the  two-millimeter  spacing  that 
was  used  for  the  illustration. 
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(a)  An  Artificial  Surface-Finish  Fringe  Made  by  Taking  a  Set  of  Fringes  from  a 
Smooth  Surface,  Slicing  Off  Strips,  Two  Millimeters  in  Width,  and  Replacing  them  Out 
of  Register. 


(b)  Graph  Paper,  Showing  the  Extent  to  which  the  Fringes  were  Misaligned. 


Figure  43.  ILLUSTRATION  OF  THE  CREATION  OF  AN  ARTIFICIAL 
SURFACE-FINISH  FRINGE  AND  THE  DIFFICULTY  IN  READING  IT  WITHOUT 
THE  GUIDANCE  OF  THE  GRID. 
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2.  The  surface  may  have  waves  as  well  as  cusps  from  the  tool. 

3.  The  surface  may  also  have  a  randomly  oriented  structure  due  to  crystals,  oxide  growth, 
lapping  marks,  scratches,  porosity,  inclusions,  and  dirt. 

4.  The  surface  may  be  poorly  defined,  due  to  insufficient  resolution  for  some  structures 
like  tool  cusps;  and  excessive  magnification,  real  or  empty,  for  waves  and  crystal 
orientation.  Some  particulate  matter  may  prevent  the  reference  mirror  from  being  placed 
sufficiently  close  to  the  surface  for  the  formation  of  good  multiple-beam  fringes. 

5.  The  surface  quality  may  be  better  than  the  limit  of  detection  of  the  noncontact, 
double-beam  interferometer. 

6.  Since  the  surface  is  examined  microscopically,  only  a  very  small  area  is  observed  in  one 
view.  Generally,  this  area  is  found  to  be  typical  of  the  whole  surface,  but  this  point 
should  be  investigated.  If  there  is  cause  to  suspect  variations  over  the  surface,  more  areas 
should  be  examined. 

7.  The  artificial  fringe  used,  of  necessity,  flat-bottomed  grooves.  In  the  real  cases  (unless 
there  is  tearing  of  the  metal),  everything  has  a  radius,  and  boundaries  are  poorly 
defined. 

The  surface-finish  number  is  a  statistical  figure  and  is  based  on  the  interpretation  of  the 
person  reading  the  fringe  and  his  estimation  of  the  peak-to-valley  height.  Almost  everyone 
reads  surface-finish  interferograms  by  eye.  The  biggest  uncertainty  in  reading  fringes  by  eye 
is  determining  the  position  of  the  peak,  because  the  peak  grades  into  lighter  shades  of  gray. 
Reading  of  the  peak  depends  upon  the  individual's  ability  to  discern  shades  of  gray  and  also 
the  amount  of  exposure  of  the  picture.  It  is  also  difficult  to  locate  the  valley.  Data  near  the 
center  of  the  fringe  may  be  obscured,  due  to  a  high  light  intensity  and  photographic 
broadening.  If  the  fringe  spacing  is  increased  to  increase  the  sensitivity,  the  fringe  is  also 
broadened,  and  the  certainty  of  knowing  where  the  valley  is  located  decreases.  This  problem 
arises  from  the  fact  that  the  contrast  between  shades  of  gray  has  decreased.  Here,  again,  the 
multiple-beam  fringes  are  far  superior  in  delineating  the  shades  of  gray. 

If  the  purpose  of  the  surface-finish  study  is  to  gain  diagnostic  information,  it  is  advisable 
and  necessary  to  study  the  pictures  of  the  surface  rather  than  rely  on  a  single  number.  Good 
communication  should  be  established  between  the  engineer  and  the  laboratory,  and  the 
machining  parameters  should  be  provided  as  a  guide  to  the  choice  of  microscopes. 

Bennett^^^^  reported  the  development  of  an  automatic  comparator  with  photoelectric 
detection  for  determining  the  position  of  interference  fringes.  When  used  to  scan  fringe 
lines,  the  spacing  between  data  points  is  set  approximately  equal  to  the  resolution  of  the 
optical  system  so  that  statistical  information  is  obtained  at  approximately  two-micrometer 
(80-iuin)  increments  along  the  fringe.  The  scanner  locates  the  center  of  the  fringe.  Assuming 
that  the  fringe  is  a  black  line  on  a  light  background,  the  scanner  locates  the  center  of  the 
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dark  area,  or  the  minimum  of  intensity.  This  location  is  very  important  in  regard  to  visual 
reading  of  peaks.  The  visual  reader  is  inclined  to  read  too  closely  to  the  tip  of  the  peak  and, 
thus,  obtain  a  larger  peak-to-valley  reading  than  is  obtained  by  machine  processing.  This 
error  occurs,  probably,  because  the  individual  feels  that  if  a  gray  peak  is  in  the  photograph, 
he  can  not  honestly  ignore  too  much  of  it.  Hence,  the  visual  reading  of  surface  roughness  is 
inherently  much  less  precise  than  the  automated  reading  of  fringes^^^)  and  results  in 
higher  numbers  for  the  surface  finish.  It  has  also  been  noted  that  the  reflectivity  of  a  cusp 
may  be  less  than  the  surrounding  surface.  Hence,  the  narrow  cusp  is  lighter  in  contrast  and 
longer  in  extent.  If  the  midpoint  is  not  lost  due  to  poor  resolution,  or  photographic 
broadening,  it  would  be  more  accurate  to  read  the  fringe  center  displacement. 

Now,  suppose  it  is  necessary  to  obtain  surface-finish  data  from  a  fringe.  The  person  using 
visual  means  can  only  accumulate  data  from  a  limited  number  of  points,  probably  measuring 
the  deviation  of  the  fringe  center  from  a  given  line.  The  location  of  the  centerline  is  adjusted 
so  that  the  sum  of  the  deviations  on  both  sides  is  equal.  Then,  the  largest  peak  and  the 
deepest  valley  are  chosen  to  represent  the  peak-to-valley  height,  and  this  number  is  divided 
by  an  arbitrary  constant  to  obtain  the  AA.  Bryan (34)  points  out  that  this  number  depends 
on  the  process  used  for  finishing  the  surface  and  suggests  that  this  constant  be  5  although,  in 
some  cases,  the  number  is  20.  For  diamond-turned  surfaces,  4  seemed  to  give  the  better 
relationship.  To  obtain  a  better  average  of  the  surface,  all  of  the  data  should  be  used  instead 
of  only  the  peak  and  valley.  In  this  case,  the  sum  of  the  absolute  values  of  the  (+)  and  (-) 
deviations  is  divided  by  the  total  number  of  measurements,  and  this  number  should  be  close 
to  the  number  obtained  by  the  use  of  the  divisor  Just  mentioned.  This  point  must  be  kept  in 
mind  in  examining  the  data  on  the  following  pages.  Since  working  with  data  from  25  or 
more  points  on  a  fringe  is  time  consuming,  most  likely  the  data  reported  will  be  given  by 
looking  for  the  highest  peak  and  deepest  valley  and  dividing  by  four.  The  machine  system 
obtains  data  from  about  5000  equally  spaced  points  and,  thus,  can  provide  a  better 
statistical  evaluation  of  the  surface. 

As  an  example  of  real  data,  the  surface  finish  of  the  disc  shown  in  Figure  39,  View  a 
(Specimen  2)  was  obtained  by  measuring  the  variations  in  the  fringe  position,  both  at  the 
center  and  at  the  edge,  to  demonstrate  the  problems  inherent  in  both  procedures.  (It  has 
already  been  pointed  out  that  these  are  not  tool  cusps,  but  waves  in  the  surface.)  A 
sharp-pointed  pencil  and  a  magnifier  were  used  to  locate  the  center  of  the  fringe;  and,  in  the 
next  case,  the  edge  of  the  fringe,  in  uniform  steps.  The  center  of  the  fringe  was  the  center  of 
the  darkest  area,  a  spot  that  seems  easy  to  locate  because  of  the  symmetry  of  the  fringe.  The 
distance  from  each  point  to  a  fiduciary  line  near  the  estimated  center  of  the  points  was 
measured.  These  data  are  presented  in  Table  3.  The  edge  of  the  fringe  was  the  point  where 
the  medium  gray  fades  into  white.  This  point  seems  to  be  easy  to  judge  when  casually 
examining  a  photo,  but  it  is  very  difficult  to  ascertain  when  trying  to  make  a  precise 
measurement.  The  distance  from  each  point  to  a  fiduciary  line  was  measured.  These  data  are 
reported  in  Table  4. 

The  data  represent  peaks  and  valleys  and  it  is  necessary  to  find  a  centerline^^^^  such  that 
the  sum  of  the  peak,  or  (+)  excursions,  is  nearly  equal  to  the  sum  of  the  valley,  or  (-) 
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excursions.  When  the  centerline  was  located,  the  sum  of  the  absolute  values  of  the 
maximum  (+)  and  (-)  was  the  maximum  peak-to-valley  surface  roughness  (Table  5).  It  was 
33  nm  (1.3iLtin)  for  the  fringe  center  reading  and  74  nm  (2.9 /uin)  for  the  fringe  edge 
reading.  Dividing  by  4,  the  AA  values  were  8.3  nm  (0.33  n\n)  for  the  fringe  center  data  and 
18.4  nm  (0.74  juin)  for  the  fringe  edge  reading.  Another  way  to  obtain  the  AA  is  to  take  the 
sum  of  the  absolute  values  of  the  (+)  and  (-)  readings  and  divide  by  N.  When  this  step  was 
taken,  the  results  were  9  nm  (0.36 /lin)  for  the  fringe  center  and  26  nm  (1  /iin)  for  the  fringe 
edge. 

There  is  a  substantial  difference  between  these  two  sets  of  data— over  100%.  Evidently  the 
data  taken  from  the  fringe  centers  are  more  accurate.  The  reasons  for  this  conclusion  were 
outlined  earlier,  but  probably  the  greatest  contribution  to  accuracy  is  due  to  considerations 
of  symmetry.  For  example,  an  experimental  condition  not  easy  to  remedy  is  uniformity  of 
illumination.  Although  it  may  be  barely  noticeable  to  the  eye,  uneven  illumination  broadens 
the  fringe;  which,  in  turn,  affects,  directly,  the  fringe-edge  readings,  but  does  not  affect  the 
fringe-center  readings. 

The  method  of  obtaining  surface-finish  information  illustrated  here  is  tedious  and  time 
consuming.  It  is  much  easier  to  glance  at  the  edge  of  the  fringe  and  pick  out  the  peak  and 
valley.  It  should  be  well  noted  that  this  method  is  subject  to  error,  possibly  being  100% 
high. 

The  magnification  of  the  picture  chosen  for  this  example  was  only  41 X,  and  the  tool  cusps 
were  not  visible.  Obviously,  to  obtain  complete  data  it  is  necessary  to  use  a  photograph  with 
a  higher  NA  and  magnification,  and  to  proceed  with  the  method  just  described.  It  was 
shown  earlier  (Figure  20),  for  another  specimen,  that  the  height  of  the  arches  was  a 
maximum  of  24  nm  (0.94  (iln).  peak  to  valley,  and  the  tool  cusps  were  about  8  nm 
(0.3 /iin).  Thus,  including  the  tool-cusp  height  with  the  waviness  height  would  not  greatly 
change  the  surface  finish  of  the  specimen.  The  tool-cusp  height  is  theoretically  a  function  of 
the  tool  advance  and,  thus,  can  be  made  very  small.  The  waves,  however,  depend  on  the 
perfection  of  the  bearings,  slide,  and  slide/drive  mechanism  of  the  turning  machine. 
Obviously,  this  condition  will  vary.  In  addition,  each  material— copper,  aluminum,  nickel, 
gold,  plated  materials,  plastics,  and  ceramics— has  certain  characteristics  which  are  reflected 
in  the  surface  finish  that  can  be  obtained. 

To  obtain  more  detailed  data,  the  surface  finish  of  the  gold-plated  disc  (Specimen  2)  was 
measured  from  Figure  20  (multiple  beam)  using  the  line-center  technique  and  many  points 
(Table  6).  The  maximum  peak-to-valley  height  was  29  nm  (1.14  /iin);  and,  dividing  by  4,  the 
AA  was  7.2  nm  (0.29  n\n).  Using  all  69  points,  the  AA  was  5.8  nm  (0.23  /iin). 

Since  this  surface  was  carefully  examined  using  double-beam  fringes,  the  surface  finish  was 
also  calculated  by  using  one  of  these  photomicrographs  (Figure  36,  View  b).  It  was  chosen 
because  the  magnification  on  the  picture  (388X)  was  close  to  31 1 X  on  the  multiple  beam, 
even  though  the  resolution  (37  /xin)  was  better  than  the  61  /xin  obtained  with  multiple 
beams.  The  slow  variation  in  shades  of  gray  on  the  broad  fringe  made  it  difficult  to  locate 
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Table  4 


CALCULATION  OF  SURFACE  FINISH  BY 
MEASUREMENT  OF  THE  FRINGE- 
CENTER  POSITION  FOR  MANY 
POINTS 

(Specimen:  Silver-Plated  Copper  Disc, 
Figure  40,  View  a;  Zeiss  Double- 
Beam  Microscope  2) 


Point 

Distance  from  Calculated  Centerline 

Inches  on  Photo 

Height 

(nm) 

(Min) 

1 

-0.09 

17.9 

-0.70 

2 

0.06 

11.9 

0.47 

3 

0.01 

2.0 

0.08 

4 

-0.08 

15.9 

-0.63 

5 

0.02 

4.0 

0.16 

6 

-0.05 

10.0 

-0.39 

7 

0.03 

6.0 

0.23 

8 

-0.08 

15.9 

-0.63 

9 

-0.07 

13.9 

-0.55 

10 

0.03 

6.0 

0.23 

11 

0.02 

4.0 

0.16 

12 

-0.09 

17.9 

-0.70 

13 

0.08 

15.9 

0.63 

14 

0.01 

2.0 

0.08 

15 

-0.07 

13.9 

-0.55 

16 

0.06 

11.9 

0.47 

17 

-0.03 

-6.0 

-0.23 

18 

0.05 

10.0 

0.39 

19 

-0.04 

-8.0 

-0.31 

20 

0.08 

15.9 

0.63 

21 

0.03 

6.0 

0.23 

22 

0.02 

4.0 

0.16 

23 

0.00 

0.0 

0.00 

24 

0.03 

6.0 

0.23 

25 

0.01 

2.0 

0.08 

Highest  (+) 

15.0 

0.6 

Highest  (-) 

17.8 

0.7 

Maximum  Peak-to-Valley  Height 

33 

1.3 

Divide  by  4— 

Arithmetic  Average  (AA) 

8.4 

0.33 

Total  of  the  (+)  Deviations 

109 

4.3 

Total  of  the  ( 

-)  Deviations 

114 

4.5 

Absolute  Total  of  the  Deviations 

223 

8.8 

Divide  by  25- 

-Absolute  Average  Height 

8.9 

0.35 

CALCULATION  OF  SURFACE  FINISH  BY 
MEASUREMENT  OF  THE  FRINGE- 
EDGE  POSITION  FOR  MANY 
POINTS 

(Specimen:  Silver-Plated  Copper  Disc, 
Figure  40,  View  a;  Zeiss  Double- 
Beam  Microscope  2) 


Point 

Distance  from  Calculated  Centerline 

Inches  pn  Photo 

Height 

(nm) 

1 

0.055 

12.7 

0.5 

2 

-0.055 

-12.7 

-0.5 

3 

0.075 

17.8 

0.7 

4 

0.155 

35.6 

1.4 

5 

0.135 

30.5 

1.2 

6 

-0.135 

-30.5 

-1.2 

7 

0.125 

27.9 

1.1 

8 

-0.115 

-25.4 

-1.0 

9 

-0.135 

-30.5 

-1.2 

10 

-0.125 

-27.9 

-1.1 

11 

0.155 

35.6 

1.4 

12 

-0.075 

-17.8 

-0.7 

13 

0.095 

20.3 

0.8 

14 

0.105 

22.9 

0.9 

15 

-0.135 

-30.5 

-1.2 

16 

-0.145 

-33.0 

-1.3 

17 

0.145 

33.0 

1.3 

18 

0.105 

22.9 

0.9 

19 

-0.175 

-40.6 

-1.6 

20 

0.055 

12.7 

0.5 

21 

0.065 

15.2 

0.6 

22 

-0.175 

-40.6 

-1.6 

Highest  (+) 

36 

1.4 

Highest  (-  ) 

41 

1.6 

Maximum  Peak-to-Valley  Height 

77 

3.0 

Divide  by  4- 

Arithmetic  Average 

(AA)  19 

0.75 

Total  of  the  (+)  Deviations 

287 

11.3 

Total  of  the  ( 

I-)Deviatlons 

290 

11.4 

Absolute  Total  of  the  Deviations 

577 

22.7 

Divide  by  22 

-Absolute  Average  Height  26 

1.03 

Table  5 


COMPARISON  OF  THE  SURFACE-FINISH  DATA  OBTAINED  FROM  THE 
CENTER  OF  A  FRINGE  AND  THE  EDGE  OF  A  FRINGE 
(Specimen:  Silver-Plated  Copper  Disc  5) 


Center  of  Fringe 

Edge  of  Fringe 

Value 

(nm) 

(jLtin) 

(nm) 

(Min) 

Peak-to-Valley  Height 

33 

1.3 

76 

3.0 

Arithmetic  Average 

(divide  peak-to-valley  height  by  4) 

8.4 

0.33 

19 

0.75 

Arithmetic  Average 
(sum  of  absolute  heights) 

8.9 

0.35 

25.4 

1.0 

53 


Table  6 

CALCULATION  OF  THE  SURFACE  FINISH  BY  MEASUREMENT  OF  THE 
FRINGE-CENTER  POSITION  FOR  MANY  POINTS 
(Specimen:  Gold-Plated  Copper  Disc  2;  Nikon  Multiple-Beam 
Microscope,  from  Figure  20) 

Distance  from  Calculated  Centerline  Distance  from  Calculated  Centerline 

Height  Height 


Point 

Inches  on  Photo 

(nm) 

(/liin) 

Point 

Inches  on  Photo 

(nm) 

(/Liin) 

1 

0.07 

6.9 

0.27 

36 

-0.02 

-2.0 

-0.08 

2 

0.02 

2.0 

0.08 

37 

0.07 

6.9 

0.27 

3 

0.13 

13.0 

0.51 

:^8 

-0.06 

-5.8 

-0.23 

4 

-0.01 

-1.0 

-0.04 

39 

0.04 

4.1 

0.16 

5 

0.07 

6.9 

0.27 

40 

-0.07 

-6.9 

-0.27 

6 

-0.04 

-4.1 

-0.16 

41 

0.02 

2.0 

0.08 

7 

0.06 

5.8 

0.23 

42 

-0.08 

-7.9 

-0.31 

8 

-0.08 

-7.9 

-0.31 

43 

-0.04 

-4.1 

-0.16 

9 

0.00 

0.0 

0.00 

44 

-0.02 

-2.0 

-0.08 

10 

-0.09 

-8.9 

-0.35 

45 

0.02 

2.0 

0.08 

11 

-0.08 

-7.9 

-0.31 

46 

0.04 

4.1 

0.16 

12 

-0.04 

-4.1 

-0.16 

47 

0.10 

9.9 

0.39 

13 

0.04 

4.1 

0.16 

48 

0.01 

1.0 

0.04 

14 

-0.04 

-4.1 

-0.16 

49 

0.11 

10.9 

0.43 

15 

0.10 

9.9 

0.39 

50 

-0.02 

-2.0 

-0.08 

16 

0.04 

4.1 

0.16 

51 

0.07 

6.9 

0.27 

17 

0.16 

16.0 

0.63 

52 

-0.07 

-6.9 

-0.27 

18 

0.06 

5.8 

0.23 

53 

0.03 

3.0 

0.12 

19 

-0.04 

-4.1 

-0.16 

54 

-0.07 

-6.9 

-0.27 

20 

0.07 

6.9 

0.27 

55 

-0.08 

-7.9 

-0.31 

21 

-0.05 

-5.1 

-0.20 

56 

0.00 

0.0 

0.00 

22 

0.03 

3.0 

0.12 

57 

-0.09 

-8.9 

-0.35 

23 

-0.08 

-7.9 

-0.31 

58 

-0.04 

-4.1 

-0.16 

24 

-0.12 

-11.9 

-0.47 

59 

-0.13 

-13.0 

-0.51 

25 

-0.12 

-11.9 

-0.47 

60 

-0.10 

-9.9 

-0.39 

26 

-0.10 

-9.9 

-0.39 

61 

0.00 

0.0 

0.00 

27 

-0.03 

-3.0 

-0.12 

62 

-0.06 

-5.8 

-0.23 

28 

0.02 

2.0 

0.08 

63 

0.02 

2.0 

0.08 

29 

-0.06 

-5.8 

-0.23 

64 

0.12 

11.9 

0.47 

30 

0.01 

1.0 

0.04 

65 

-0.01 

-1.0 

-0.04 

31 

0.13 

13.0 

0.51 

66 

0.03 

3.0 

0.12 

32 

0.02 

2.0 

0.08 

67 

0.13 

13.0 

0.51 

33 

0.11 

10.9 

0.43 

68 

0.04 

4.1 

0.16 

34 

0.02 

2.0 

0.08 

69 

-0.01 

-1.0 

-0.04 

35 

0.12 

11.9 

0.47 

Highest  (+) 

16 

0.63 

Highest  (- 

1 

13 

0.51 

Maximum 

Peak-to-Valley  Height 

29 

1.14 

Divide  by  4— Arithmetic  Average  (AA) 

7.3 

0.29 

Total  of  the  (+)  Deviations 

212 

8.34 

Total  of  the  (-)  Deviations 

194 

7.62 

Absolute  Total  of  the  Deviations 

406 

15.96 

Divide  by  69— Absolute  Average  Height 

5.9 

0.23 

54 


Table  7 

CALCULATION  OF  THE  SURFACE  FINISH  BY  MEASUREMENT  OF  THE 
FRINGE-CENTER  POSITION  FOR  MANY  POINTS 
{Specimen:  Gold-Plated  Copper  Disc  2;  Leitz  Double-Beam 
Microscope,  from  Figure  37  View  b) 


*oint 

Distance  from  Calculated  Centerline 

Point 

Distance  from  Calculated  Centerline 

Inches  on  Photo 

Height 

Inches  on  Photo 

Height 

(nm) 

(Min) 

(nm) 

(Min) 

1 

0.04 

4.8 

0.19 

31 

0.06 

7.4 

0.29 

2 

0.01 

1.3 

0.05 

32 

0.16 

7.4 

0.29 

3 

-0.01 

-1.3 

-0.05 

33 

0.12 

14.7 

0.58 

4 

-0.09 

-10.9 

-0.43 

34 

-0.02 

-2.5 

-0.10 

5 

-0.10 

-12.7 

-0.50 

35 

-0.14 

-17.0 

-0.67 

6 

-0.08 

-9.6 

-0.38 

36 

0.00 

0.0 

0.00 

7 

-0.06 

-7.4 

-0.29 

37 

0.08 

9.6 

0.38 

8 

-0.01 

-1.3 

-0.05 

38 

0.10 

12.7 

0.50 

9 

0.04 

4.8 

0.19 

39 

0.11 

13.5 

0.53 

10 

0.08 

9.6 

0.38 

40 

0.03 

3.6 

0.14 

11 

0.09 

10.9 

0.43 

41 

-0.06 

-7.4 

-0.29 

12 

0.12 

14.7 

0.58 

42 

-0.21 

-25.7 

-1.01 

13 

0.19 

23.1 

0.91 

43 

-0.11 

-13.5 

-0.53 

14 

0.21 

25.7 

1.01 

44 

0.02 

2.5 

0.10 

15 

0.09 

10.9 

0.43 

45 

0.10 

12.7 

0.50 

16 

0.06 

7.4 

0.29 

46 

0.11 

13.5 

0.53 

17 

0.03 

3.6 

0.14 

47 

0.05 

6.1 

0.24 

18 

-0.01 

-1.3 

-0.05 

48 

0.00 

0.0 

0.00^ 

19 

0.02 

2.5 

0.10 

49 

-0.02 

-2.5 

-0.10 

20 

0.03 

3.6 

0.14 

50 

-0.08 

-9.6 

-0.38 

21 

0.04 

4.8 

0.19 

51 

-0.13 

-15.7 

-0.62 

22 

-0.01 

-1.3 

-0.05 

52 

-0.18 

-21.8 

-0.86 

23 

0.02 

2.5 

0.10 

53 

-0.15 

-18.3 

-0.72 

24 

0.03 

3.6 

0.14 

54 

-0.15 

-18.3 

-0.72 

25 

0.03 

3.6 

0.14 

55 

-0.08 

-9.6 

-0.38 

26 

-0.02 

-2.5 

-0.10 

56 

-0.04 

-4.8 

-0.19 

27 

-0.07 

-8.6 

-0.34 

57 

-0.04 

-4.8 

-0.19 

28 

-0.06 

-7.4 

-0.29 

58 

0.01 

1.3 

0.05 

29 

-0.06 

-7.4 

-0.29 

59 

0.08 

9.6 

0.38 

30 

0.03 

3.6 

0.14 

60 

0.07 

8.6 

0.34 

61 

-0.03 

-3.6 

-0.14 

Highest  (+) 

25.7 

1.01 

Highest  (- 

) 

25.7 

1.01 

Maximum  Peak-to-Valley  Height 

51.4 

2.02 

Divide  by  4— Arithmetic  Average  (AA) 

12.7 

0.50 

Total  of  the  {+)  Deviations 

264 

10.40 

Total  of  the  (-)  Deviations 

247 

9.72 

Absolute  Total  of  the  Deviations 

511 

20.12 

Divide  by  61— Absolute  Average  Height 

8.4 

0.33 

T able  8 

CALCULATION  OF  THE  SURFACE  FINISH  BY  MEASUREMENT  OF  THE 
FRINGE-CENTER  POSITION  FOR  MANY  POINTS 
(Specimen:  Copper- Plated  Aluminum  Disc  2,  from  Figure  21,  View  a) 


Point 

Distance  from  Calculated  Centerline 

Point 

Distance  from  Calculated  Centerline 

Inches  on  Photo 

Height 

Inches  on  Photo 

Height 

(nm) 

(Min) 

(nm) 

(Min) 

1 

-0.01 

-0.79 

-0.031 

23 

0.01 

0.79 

0.031 

2 

0.03 

2.39 

0.094 

24 

-0.04 

-3.18 

-0.125 

3 

0.02 

1.60 

0.063 

25 

0.01 

0.79 

0.031 

4 

0.02 

1.60 

0.063 

26 

-0.06 

-4.78 

-0.188 

5 

0.04 

3.18 

0.125 

27 

-0.08 

-6.35 

-0.250 

6 

0.08 

6.35 

0.250 

28 

-0.07 

-5.56 

-0.219 

7 

0.00 

0.00 

0.000 

29 

-0.03 

-2.39 

-0.094 

8 

0.01 

0.79 

0.031 

30 

0.01 

0.79 

0.031 

9 

0.04 

3.18 

0.125 

31 

0.13 

10.31 

0.406 

10 

-0.05 

-3.96 

i 

p 

32 

0.14 

11.12 

0.438 

11 

-0.07 

-5.56 

-0.219 

33 

0.07 

5.56 

0.219 

12 

-0.05 

-3.96 

-0.156 

34 

0.01 

0.79 

0.031 

13 

-0.01 

-0.79 

-0.031 

35 

-0.01 

-0.79 

-0.031 

14 

0.03 

2.39 

0.094 

36 

0.00 

0.00 

0.000 

15 

0.02 

1.60 

0.063 

37 

0.06 

4.78 

0.188 

16 

-0.03 

-2.39 

-0.094 

38 

0.04 

3.18 

0.125 

17 

0.00 

0.00 

0.000 

39 

-0.02 

-1.60 

-0.063 

18 

0.03 

2.39 

0.094 

40 

-0.03 

-2.39 

-0.094 

19 

-0.04 

-3.18 

-0.125 

41 

0.01 

0.79 

0.031 

20 

-0.06 

-4.78 

-0.188 

42 

0.05 

3.96 

0.156 

21 

-0.08 

-6.35 

-0.250 

43 

0.07 

5.56 

0.219 

22 

-0.06 

-4.78 

-0.188 

Highest  (+} 

11.1 

0.44 

Highest  (- 

) 

6.4 

0.25 

Maximum  Peak-to-Valley  Height 

17.5 

0.69 

Divide  by  4— Arithmetic  Average  (AA) 

4.4 

0.17 

Total  of  the  (+)  Deviations 

73.9 

2.91 

Total  of  the  (-)  Deviations 

63.5 

2.50 

Absolute  Total  of  the  Deviations 

137.4 

5.41 

Divide  by  43— Absolute  Average  Height 

3.2 

0.13 

Table  9 


CALCULATION  OF  THE  SURFACE  FINISH  BY  MEASUREMENT  OF  THE 
FRINGE-CENTER  POSITION  FOR  MANY  POINTS 
(Specimen:  Electroless  Nickel-Plated  Aluminum  Disc  3, 

From  Figure  21,  View  b) 


Point 

Distance  from  Calculated  Centerline 

Distance  from  Calculated  Centerline 

inches  on  Photo 

Height 

Point  Inches  on  Photo 

Height 

(nm) 

(Min) 

(nm) 

(jLiin) 

1 

-0.12 

-12.7 

-0.50 

25 

-0.08 

-8.6 

-0.34 

2 

0.05 

5.3 

0.21 

26 

0.13 

13.7 

0.54 

3 

-0.11 

-11.7 

-0.46 

27 

-0.03 

-3.3 

-0.13 

4 

0.09 

9.7 

0.38 

28 

0.12 

12.7 

0.50 

5 

-0.12 

-12.7 

-0.50 

29 

-0.07 

-7.4  ' 

-0.29 

6 

0.09 

9.7 

0.38 

30 

0,12 

12.7 

0.50 

7 

-0.12 

-12.7 

-0.50 

31 

-0.07 

-7.4 

-0.29 

8 

0.07 

7.4 

0.29 

32 

0,09 

9.7 

0.38 

9 

-0.12 

-12.7 

-0.50 

33 

-0.06 

-6.4 

-0.25 

10 

0.11 

11.7 

0.46 

34 

0.10 

10.7 

0.42 

11 

-0.12 

-12.7 

-0.50 

35 

-0.07 

-7.4 

-0.29 

12 

0.07 

7.4 

0.29 

36 

0.10 

10.7 

0.42 

13 

-0.12 

-12.7 

-0.50 

37 

-0.07 

-7.4 

-0.29 

14 

0.10 

10.7 

0.42 

38 

0.11 

11.7 

0.46 

15 

-0.10 

-10.7 

-0.42 

39 

-0.05 

-5.3 

-0.21 

16 

0.10 

10.7 

0.42 

40 

0.08 

8.6 

0.34 

17 

-0.12 

-12.7 

-0.50 

41 

-0.12 

-12.7 

-0.50 

18 

0.10 

10,7 

0.42 

42 

0.02 

2.0 

0.08 

19 

-0.10 

-10.7 

-0.42 

43 

-0.10 

-10.7 

-0.42 

20 

0.12 

12.7 

0.50 

44 

0.04 

4.1 

0.16 

21 

-0.12 

-12.7 

-0.50 

45 

-0.10 

-10.7 

-0.42 

22 

0.12 

12.7 

0.50 

46 

0.05 

5.3 

0.21 

23 

-0.10 

-10.7 

-0,42 

47 

-0.10 

-10.7 

-0.42 

24 

0.13 

13.7 

0.54 

48 

0.03 

3.3 

0.13 

Highest  (+) 

13.7 

0.54 

Highest  (-) 

12.7 

0.50 

Maximum  Peak-to-Valley  Height 

26.4 

1.04 

Divide  by  4- 

Arithmetic  Average  (AA) 

6.6 

0.26 

Total  of  the  (+)  Deviations 

227.3 

8.95 

Total  of  the  (-)  Deviations 

243.0 

9.57 

Absolute  Total  of  the  Deviations 

470.4 

18.52 

Divide  by  48 

—Absolute  Average  Height 

9.9 

0.39 

55 


the  fringe  center  for  a  series  of  points.  The  data  (Table  7)  show,  however,  that  it  is  possible 
to  measure  a  distance  as  small  as  10  mils  from  the  fiduciary  line.  This  value  represents  a 
sensitivity  of  1.3  nm  (0.05iLtin).  It  should  be  emphasized  that  this  can  only  be  obtained  on 
an  enlargement,  such  as  Figure  36,  Viewb.  With  regard  to  the  statement  that  it  is  difficult 
to  locate  the  fringe  center,  it  is  likely  that  the  position  accuracy  is  ±  20  mils  or,  in  terms  of 
height,  ±  2.6  nm  (±0.10/xin).  This  value  is  still  a  very  sensitive  number— about  five  times 
more  sensitive  than  Tolansky^B)  suggested:  X/40  =  14nm  (0.54 /iin).  This  calculation 
shows  that  fringe  displacement  can  be  measured  with  a  sensitivity  about  five  times  greater 
than  the  change  in  fringe  blackening  with  surface  height. 

The  maximum  peak-to-valley  height  calculated  from  the  data  was  51.4  nm  (2.02  ptin),  not 
quite  twice  the  height  obtained  with  multiple-beam  fringes.  Using  the  absolute  data  for  all 
points,  the  AA  was  8.4  nm  (0.33  nin),  or  43%  higher  than  for  the  multiple  beam.  The  reason 
it  is  higher  is  not  clear.  Possibly  it  is  due  to  errors  in  reading  the  fringe  centers;  also,  the 
photomicrographs  may  not  include  the  same  area  of  the  specimen.  Resolving  power  of  the 
objectives  should  not  be  a  problem  because  the  cusp  spacing  was  129iLtin.  To  retain 
perspective,  it  should  be  remembered  that  the  difference  between  5.8  and  8.4  nm  (0.23  and 
0.33  n\n)  is  rather  small. 

Results  on  the  Present  State  of  the  Art 

The  specimens  used  in  this  report  were  chosen  to  illustrate  certain  points  and  should  not  be 
considered  the  best  that  can  be  produced  by  diamond  turning.  The  nature  of  the  surface 
depends  upon  many  factors  which  have  already  been  mentioned  and  have  been  discussed 
elsewhere.(35,36) 


A  typical  example  of  the  present  state  of  the  art  of  diamond  turning  is  shown  in  Figure  21, 
View  a,  for  a  copper-plated  disc  (Specimen  4)  and  in  Figure  21,  View  b,  for  an  electroless 
nickel-plated  aluminum  disc  (Specimen  5).  These  discs  were  125  mm  (5  in)  in  diameter  and 
25  mm  (1  in)  thick.  Surface-finish  data  for  the  copper  were  obtained  from  the  fringe  center 
at  43  adjacent  points  (Table  8).  (Comparable  data  for  the  electroless  nickel-plated  aluminum 
disc  are  given  in  Table  9.)  The  maximum  peak-to-valley  height  was  17.5nm  (0.69  juin)  and 
(dividing  by  4)  the  arithmetic  average  was  4.3  nm  (0.17  (im  =  44  A).  When  the  sum  of  the 
absolute  values  of  the  deviations  from  the  midline  was  used,  the  arithmetic  average  was 
3.2  nm  (0.125  jttin  =  32  A).  These  figures  include  the  waves  in  the  surface,  as  well  as  the  tool 
cusps.  Not  all  the  tool  cusps  were  well  resolved,  but  this  would  not  affect  the  maximum 
peak-to-valley  height  since  some  cusps  that  are  prominent  determined  the  magnitude  of  this 
number. 

This  copper  disc  was  examined  using  a  reference  mirror  with  90%  reflectivity  and  red  light. 
The  fringe  spacing  on  the  photo  used  for  analysis  was  100  mm.  From  these  data,  the  height 
sensitivity  of  the  multiple-beam  system  was  found  to  be  0.79  nm  (0.03 /iin  =  8  A).  The 
technique  for  the  measurements  on  nickel  (Figure  21,  View  b)  was  slightly  different  because 
of  the  lower  reflectivity  of  nickel.  The  reference  mirror  with  65%  reflectivity  was  used,  and 
the  fringe  contrast  was  nearly  as  good  with  green  light  as  with  red.  (Green  light  was  used  for 
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the  gain  in  resolution.)  Because  of  the  lowered  reflectivity,  the  fringe  was  broadened  (see 
Figure  18).  The  fringe  spacing  on  the  photo  used  for  analysis  was  75  mm.  The  cusps  are 
plainly  visible  in  the  picture  and  the  spacings  are  very  regular.  The  data,  therefore,  alternate 
between  a  peak  and  a  valley.  The  maximum  peak-to-valley  height  was  26.4  nm  (1.04 /iin) 
and  the  arithmetic  average  was  6.6  nm  (0.26  /zin).  Using  the  sum  of  the  absolute  values,  the 
AA  was  9.9  nm  (0.39  /zin),  which  is  three  times  greater  than  for  the  copper  surface. 

The  surface  finish  of  some  diamond-turned  specimens  has  been  studied  by  other 
laboratories.  One  example^^^)  shows  the  autocovariance,  height,  and  slope-distribution 
functions  for  a  disc  with  a  roughness  of  22.5  A  (2.5  nm,  0.1  juin),  rms.  [This  paper  also 
presents  a  graph  showing  the  relationship  between  a  TV-scan  roughness  and  a  visually  read 
roughness.  On  this  basis,  the  disc  would  have  a  visual  rms  roughness  of  40  A  (4.0  nm, 
0.16  /xin).  This  difference  is  probably  due  to  inadequate  resolution  of  narrow  grooves  which 
the  visual  reader  observes,  but  instrumentation  ignores.]  Other  papers^37,38)  report  rms 
roughness  of  20 -25  A  from  light-scattering  methods.  The  diamond-turned  specimens  were 
shown  to  have  significantly  higher  reflectance  than  typical  polished,  sputtered,  or 
evaporated  copper  films. 

The  methods  of  turning  different  materials,  as  well  as  the  methods  of  evaluation,  are  being 
studied  continually.[39  -  41 )  Q^iy  a  few  specimens  of  flat  surfaces  could  be  discussed  in  this 
report,  but  it  hoped  that  these  illustrations  and  literature  references  will  prove  useful  in 
understanding  some  of  the  results  and  techniques  of  surface-finish  evaluation. 

CONCLUSIONS 

The  double-beam,  multiple-beam,  and  FECO  inteference  systems  of  measuring  surface  finish 
have  been  examined  with  regard  to  resolving  power  and  application  in  obtaining  data  on 
diamond-turned  surfaces.  The  following  conclusions  have  been  drawn  from  this  study: 

1.  Where  detail  of  importance  is  spaced  closer  than  about  60  microinches,  the 
multiple-beam  and  FECO  systems  do  not,  at  the  present  time,  have  adequate  resolving 
power  to  measure  surface  finish. 

2.  When  multiple-beam  systems  have  the  necessary  resolving  power,  the  narrow  width  of 
the  fringes  and  greater  sensitivity  is  a  distinct  advantage  in  evaluating  a  surface. 

3.  Unless  it  is  necessary  to  establish,  unambiguously,  the  hills  and  valleys  on  a 
diamond-turned  surface,  or  to  obtain  information  on  slopes  and  autocorrelation 
functions,  multiple-beam  fringes  are  adequate  and  do  not  require  silvering  to  obtain 
the  reflectivity  necessary  for  the  FECO  method. 

4.  To  analyze  the  performance  of  the  diamond  turning  lathe  of  today  and  measure  the 
surface  finish  of  these  mirrors,  multiple-beam  interference  with  the  highest  order  of 
resolution  is  necessary. 
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5.  Data  on  surface  finish  should  be  obtained  by  measuring  the  deviation  of  the  center 
of  the  fringe  from  a  straight  line,  rather  than  the  edge.  The  symmetry  of  the  fringe 
provides  greater  accuracy,  and  variations  in  lamp  intensity  and  film  exposure  have 
less  of  an  effect. 

6.  State-of-the-art  plated  copper  surfaces  can  be  diamond  turned  with  a  peak-to-valley 
surface  finish  of  less  than  one  microinch  [17.5nm  (0.69  juin)]  or  an  arithmetic 
average  of  3.2  nm  (0.13  juin). 
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APPENDIX  A 

ENGLISH-TO-SI  CONVERSION  FACTORS 

The  following  conversion  factors  were  used: 

1  inch  (in)  =  25.4  millimeters  (mm) 

1  microinch  (juin)  =  25.4  micromillimeters  (/nmm)^^) 
25.4  micromillimeters  =  25.4  x  10"6  x  10“3  meter  (m) 
=  25.4  X  10~9  meter 
1  microinch  (/xin)  =  25.4  nanometers  (nm) 

Surface  finish  is  sometimes  expressed  in  angstroms: 

1  nm  =  10  A 
1  Min  =  254  A 


(c)  The  micromillimeter  is  a  mixed  unit  which  is  not  permitted  in  the  SI  system;  the  correct 
unit  is  the  nanometer. 
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APPENDIX  B 

DERIVATION  OF  THE  THEORETICAL  SURFACE  FINISH 


In  the  sketch; 

R  is  the  radius  of  the  diamond  in  the  tool, 

TA  is  the  length  of  the  chord  (which  is  the  tool  advance),  given 
by: 

Slide  Speed 
Spindle  Speed 

C  is  TA/2,  which  is  one  side  of  the  right  triangle, 

h  is  the  height  of  the  cusp  (also  called  sagittal  and  it  is  the 
peak-to-val ley  surface  finish,  and 

R-h  is  the  second  side  of  the  triangle. 

For  any  right  triangle: 


r2  =  (R-h)2  +  c2  =  r2  -2Rh  +  h2  +  C2  . 

For  the  work  in  diamond  turning,  h^  is  very  small  and  may  be  neglected. 
Then: 


2Rh  =  c2  ,and 
C2  (TA)2 

^~2R  8R 

If  the  radius  of  the  diamond  is  1/8  inch,  then 

h  =  (TA)2^  the  peak-to-val  ley  surface  finish. 
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